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The 16700A and 16702A are the mainframes of the Logic Analysis System, and 
the 16701A is the Expansion Frame. The 16700A/16701A/167024A are of a 
modular structure using plug-in cards with a wide range of data acquisition and 
stimulus capabilities. 


Features 


Some of the main features of the logic analysis system are as follows: 


e Modular mainframe with five card slots for measurement modules and two card slots 
for emulation modules 


e Expansion frame, which expands the total system card slots to ten measurement 
modules and four emulation modules 


e 4.3-Gbyte hard disk drive 

e High-density 3.5-inch floppy disk drive 

e Keyboard (front panel keyboard on 16702A) 

e 800 x 600 LCD display (16702A only) 

e Mouse interface 

e Intermodule triggering and time correlation of acquired data 


e RS-232-C or Centronics interfaces for hard copy output to a printer or 
RS-232-C or LAN controller interface 


e SCSI interface for connecting to optional CD-ROM drive 


e Target Control 


Options (16700A and 16702A) 


e Color monitor 


e CD-ROM drive 


Service Strategy 


The service strategy for this instrument is the replacement of defective 
assemblies. This service guide contains information for finding a defective 
assembly by testing and servicing the 16700A/16701A/16702A. 


This instrument can be returned to Agilent Technologies for all service work, 
including troubleshooting. Contact your nearest Agilent Technologies Sales 
Office for more details. 
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In This Book 


This book is the service guide for the 16700A/16701A/16702A Logic Analysis 
System and is divided into eight chapters. 


Chapter 1 contains information about the instrument and includes accessories for 
the instrument, specifications and characteristics of the instrument, and a list of 
the equipment required for servicing the instrument. 


Chapter 2 tells how to prepare the instrument for use. 

Chapter 38 gives instructions on how to test the performance of the instrument. 
Chapter 4 contains calibration instructions for the instrument. 

Chapter 5 contains self-tests and flowcharts for troubleshooting the instrument. 


Chapter 6 tells how to replace the instrument and assemblies of the instrument, 
and how to return them to Agilent Technologies. 


Chapter 7 lists replaceable parts, shows an exploded view, and gives ordering 
information. 


Chapter 8 explains how the instrument works and what the self-tests are 
checking. 
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General Information 





General Information 


This chapter lists the accessories, the specifications and characteristics, and the 
recommended test equipment. 





Accessories 


The following accessories are supplied with the 16700A/16701A/16702A 
Logic Analysis System. 


Accessories Supplied Qty 

Installation Guide 1 

Installation Placemat 1 

Mouse 1 

Keyboard 1 

Power cord 1 

CD-ROM containing backup 1 

composite software 

Filler Panels Quantity depends on how many 
modules are ordered with the 
16700A/16701A/16702A 





Specifications 


The specifications are the performance standards against which the product is 
tested. There are no specifications for the 16700A/16701A/16702A. 





Characteristics 


These characteristics are not specifications, but are included as additional 
information. These characteristics are typical for 16700A/16701A/16702A. 


Power Requirements 


16700A 610 W maximum 
16702A 630 W maximum 
16701A 545 W maximum 


Line Voltage 115 V/ 230 V, autoselect 
Frequency 48 - 66 Hz 


CAT II, Pollution degree 2 
Indoor Use Only 
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General Information 
Characteristics 


Operating Environment 


Indoor Use Only 


Temperature 

Instrument 0°C to 50°C (+32 °F to 122 °F). 
Disk Media 10°C to 40°C (450 °F to 104 °F). 
Probes and Cables 0 °C to 65°C (482 °F to 149 °F). 


Humidity 

Instrument, disk 

and media 8% to 80% relative humidity at 40 °C (104 °F). 

Altitude Up to 3000 m (10,000 ft). 

Vibration 

Operating Random vibration 5-500Hz, 10 minutes per axis, ~ 0.3 g (rms). 


Non-operating Random vibration 5-500Hz, 10 minutes per axis, ~ 2.41 g (rms); and 
swept sine resonant search, 5-500Hz, 0.75g (0-peak), 5-minute 
resonant dwell at 4 resonances per axis. 


Weight 
Model Max Net Max Shipping 
16700A 12.7 kg (27.0 Ibs) 34.2 kg (75.4 Ibs) 
16701A 10.4 kg (23.0 Ibs) 32.0 kg (70.6 Ibs) 
16702A 15.2 kg (32.4 Ibs) 36.7 kg (80.8 Ibs) 
The weight of modules ordered with mainframes will add 0.9 kg (2.0 Ib) per 
module. 





1-3 


Dimensions 


General Information 
Recommended test equipment 


Refer to the following figure for dimensional detail. The dimensions are given in 


millimeters and inches. 
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Recommended test equipment 
Equipment Required 
eaiiamont Critical Recommended Use* 
quip Specifications Model/Part 
Dsdilioscone 100 MHz Agilent Technologies T 
P Bandwidth 54600B 
Voltmeter Agilent Technologies T 


*T = Troubleshooting 
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Preparing for Use 





Preparing for Use 


This chapter gives you instructions for preparing the logic analysis system for use. 


Power Requirements 


The 16700A/16702A logic analysis system mainframe requires a power source of 
115 Vac to 230 Vac, -22% to +10%, single phase, 48 to 66 Hz, 630 Watts maximum 
power. The line voltage is autodetected by the instrument. 


The 16701A logic analysis system mainframe requires a power source of 115 Vac 
to 230 Vac, -22% to +10%, single phase, 48 to 66 Hz, 545 Watts maximum power. 
The line voltage is autodetected by the instrument. 


Operating Environment 


The operating environment is listed in chapter 1. Note the noncondensing 
humidity limitation below. Condensation within the instrument can cause poor 
operation or malfunction. Provide protection against internal condensation. 


The logic analysis system will operate at all specifications within the temperature 
and humidity range given in chapter 1. However, reliability is enhanced when 
operating it within the following ranges: 


e Temperature: +20 °C to +35 °C (+68 °F to +95 °F) 


e Humidity: 20% to 80% noncondensing 


Storage 

Store or ship the logic analysis system in environments within the following limits: 
e Temperature: -40 °C to + 75 °C 

e Humidity: Up to 90% at 65 °C 

e Altitude: Up to 3,000 meters (10,000 feet) 


Protect the system from temperature extremes which cause condensation on the 
instrument. 
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WARNING 


Preparing for Use 
To inspect the logic analysis system 





To inspect the logic analysis system 


Inspect the shipping container for damage. 


If the shipping container or cushioning material is damaged, keep them until you 
have checked the contents of the shipment and checked the instrument 
mechanically and electrically. 


Hazardous voltages exist in this instrument. To avoid electrical shock, do not 
apply power to a damaged instrument. 


Check the supplied accessories. 


Accessories supplied with the logic analysis system are listed in "Accessories" in 
chapter 1. 


Inspect the product for physical damage. 


Check the logic analysis system and the supplied accessories for obvious physical 
or mechanical defects. If you find any defects, contact your nearest Agilent 
Technologies Sales Office. Arrangements for repair or replacement are made, at 
Agilent Technologies' option, without waiting for a claim settlement. 





To apply power 


Connect the power cord to the instrument and to the power source. 


This instrument autodetects the line voltage from 115 VAC to 230 VAC. It is 
equipped with a three-wire power cable. When connected to an appropriate AC 
power outlet, this cable grounds the instrument cabinet. The type of power cable 
plug shipped with the instrument depends on the country of destination. Refer 
to chapter 7, "Replaceable Parts," for option numbers of available power cables. 


Turn on the power switch located on the front panel. 
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CAUTION 


Preparing for Use 
To configure the monitor 





To configure the monitor 


Perform the following steps the first time you set up an 16700A. These steps are 
not required for an 16702A unless you are connecting an external monitor. After 
you complete these steps the monitor should display properly. 


Connect the monitor, keyboard, and mouse to their rear panel ports. 


2 Connect the power cord to the instrument. Apply power to the instrument. 


Initiate the Monitor Selection mode. 


a When the LED on the NUMLOCK key on the keyboard illuminates and remains lit for 
approximately two seconds, press the [ TAB ] key (this occurs very soon after power is 
applied). 


b When the Monitor Selection mode is enabled, press the [ TAB ] key. The CPU will 
then cycle through the monitor settings. 


If none of the monitor selections result in a readable display, it is likely that the 
monitor is not supported by the instrument. 


ce When the monitor is readable and the resolution shown matches the resolution of the 
monitor, press the [ ENTER ] key, then answer "Y" at the query to confirm the monitor 
selection. 


The instrument will continue the boot process, and a logic analysis session will 
autolaunch. 





To connect the 16701A Expansion Frame 


The 16701A Expansion Frame includes an interface cable to connect to the 
16700A/16702A mainframe. To install the expansion frame, you need to connect 
the cable from the mainframe to the expansion frame. 


Electrostatic discharge can damage electronic components. Use grounded wrist 
straps and mats when performing any service to this card. 
Exit all logic analysis sessions. 


In the Session Manager, select Shutdown. In the Powerdown window that 
appears, select Powerdown. 


When the "OK to power down" message appears, turn off the power switch, then 
unplug the power cord. Disconnect any input connections. 





Preparing for Use 
To connect the 16701A Expansion Frame 


3 Connect the interface cable to the expansion frame and to the I/O board in the 
mainframe. 


To ensure correct insertion, the 68-pin "D" connectors on each end of the 


interface cable are asymmetric in shape. They only fit into their respective ports 
on the cards when oriented to match the shape of the ports. 







16700A/702A 


ke 








16701A 


aa 














16700830 


4 Turn on the system. 
a Connect a power cord to each frame. 
b Turn on the power switch located on the front panel of the mainframe. 


When the power-up tests are complete, the System window on the display will show 
two tabs; one is labeled "16700A" and the other is labeled "Expansion Frame". 
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To install measurement modules 


The following steps give general instructions for installing emulation modules 
into the mainframe or the expansion frame of the system. 


Electrostatic discharge can damage electronic components. Use grounded wrist 
straps and mats when performing any service to modules. 
Exit all logic analysis sessions. 


In the Session Manager, select Shutdown. In the Powerdown window that 
appears, select Powerdown. 


When the "OK to power down" message appears, turn off the power switch, then 
unplug the power cord. Disconnect any input or output connections. 


Plan your module configuration. 


Refer to the manuals of individual modules for configuration information. 


Starting from the top, loosen the thumb screws on filler panels and cards that 
need to be moved. 


Cards or filler panels below the slots intended for installation do not have to be 
removed. 


Starting from the top, pull the cards and filler panels that need to be moved 
halfway out. 


All multi-card modules will be cabled together. To prevent damage to the cables 
and connectors, pull these cards out together. 


Remove the cards and filler panels that are in the slots intended for the module 
installation. 


Some modules for the logic analysis system require an operational accuracy 
calibration if you move them to a different slot. Refer to the manuals of individual 
modules for calibration information. 


Install the module. 


You may need to push all other cards into the card cage, but not completely in, to 
get them out of the way for installing the module. 


Refer to the manuals of individual modules for cabling information. 


Slide the complete module into the frame, but not completely in. 


Each card is firmly seated and tightened one at a time in step 10. 
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CAUTION 


See Also 





9 
10 


11 


Preparing for Use 
To install emulation modules 


Position all cards and filler panels so that the endplates overlap. 
Seat the cards and tighten the thumbscrews. 


Starting with the bottom card, firmly seat the cards into the backplane connector 
of the mainframe. Keep applying pressure to the center of the card endplate 
while tightening the thumbscrews finger-tight. Repeat this for all cards and filler 
panels starting at the bottom and moving to the top. 


For correct air circulation, filler panels must be installed in all unused card 
slots. Correct air circulation keeps the instrument from overheating. Keep any 
extra filler panels for future use. 


Plug in the system, then turn it on. 


When you turn on the power switch, the logic analysis system performs power-up 
tests. After the power-up tests are complete, the screen will show your system 
configuration. 


The Service Guides for the individual modules. 





To install emulation modules 


The following steps give general instructions for installing emulation modules 
into the mainframe or the expansion frame of the system. You will need T10 and 
T15 Torx screwdrivers (supplied with the emulation module). Refer to chapter 6 
for additional details on assembly/disassembly procedures. 


Exit all logic analysis sessions. 
In the Session Manager, select Shutdown. In the Powerdown window that 
appears, select Powerdown. 


When the "OK to power down" message appears, turn off the power switch, then 
unplug the power cord. Disconnect any input or output connections. 


Turn the logic analysis system frame upside-down. 
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Preparing for Use 
To install emulation modules 


4 Remove the bottom cover. 





5 Remove the slot cover. 


You may use either slot. 
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Preparing for Use 
To install emulation modules 


6 Install the emulation module. 





16700824 


7 Connect the cable and re-install the screws. 


You may connect the cable to either of the two connectors. If you have two 
emulation modules, note that many debuggers will work only with the "first" 
module, the one toward the top of the frame ("Slot 1"), plugged into the 
connector nearest the back of the frame. 





Qy 
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See Also 


Preparing for Use 
To clean the logic analysis system 


Re-install the bottom cover, then turn the frame right-side-up. 


Plug in the power cord, reconnect the other cables, and turn on the logic 
analysis system. 


The new emulation module will be shown in the system window. 


The "Solutions" manual supplied with your emulation module for information on 
giving the emulation module a "personality" for your target processor. 


Refer to chapter 6 for additional details on assembly/disassembly procedures. 





To clean the logic analysis system 


With the instrument turned off and unplugged, use mild soap and water to clean 
the front and cabinet of the system. Harsh soap might damage the water-base 
paint. 





To test the logic analysis system 


The logic analysis mainframe and expansion frame do not require calibration or 
adjustment. 


e Ifyou require a test to initially accept the operation, perform the self-tests in 
chapter 3, "Testing Performance." 


e Ifthe logic analysis system does not operate correctly, go to the beginning of chapter 
5, "Troubleshooting." 
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Testing Performance 





Testing Performance 


To ensure the logic analysis system is operating correctly, you can perform 
software tests (self-tests) on the system. Directions for performing the software 
tests are given in this chapter. 


This chapter normally tells you how to test the performance of the logic analysis 
system against the specifications listed in chapter 1. Because there are no 
specifications for the 16700A/16701A/16702A, there are no performance 
verification tests. 


Self-Tests 


The self-tests listed in this chapter check the functional operation of the 
mainframe and the expansion frame. Self-tests for the optional modules installed 
in the frames are listed in the individual module Service Guides. 


There are two types of self-tests: self-tests that automatically run at powerup, 
and self-tests that you select on the screen. For descriptions of the tests, refer to 
chapter 8, "Theory of Operation." 


Perform the self-tests as an acceptance test when receiving the logic analysis 
system or when the logic analysis system is repaired. 


If a test fails, refer to chapter 5, "Troubleshooting." 


Test Interval 


There is no recommended test interval for the 16700A/16702A mainframes or the 
16701A expansion frame. However, each of the supported modules has 
performance verification tests and therefore require a periodic verification of 
specifications. Refer to the Service Guides of the individual modules for more 
information. 
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To perform the power-up tests 





To perform the power-up tests 


The logic analysis system automatically performs power-up tests when you apply 
power to the instrument. Any errors are reported in the boot dialogue. Serious 
errors will interrupt the boot process. 


The power-up tests are designed to complement the instrument on-line Self- 
Tests. Tests that are performed during powerup are not repeated in the Self- 
Tests. 


The monitor (16700A only), keyboard and mouse must be connected to the 
mainframe to observe the results of the power-up tests. 


Disconnect all inputs and exit all logic analysis sessions. 


In the Session Manager, select Shutdown. In the Powerdown window, select 
Powerdown. 


When the "OK to power down" message appears, turn off the power switch. 


After a few seconds, turn the power switch back on. Observe the boot dialogue 
for the following: 


e Ensure all of the installed memory is recognized 

e Any error messages 

e Interrupt of the boot process with or without error message 

A complete transcript of the boot dialogue is in chapter 8, "Theory of Operation." 
During initialization, check for any failures. 


If an error or an interrupt occurs, refer to chapter 5, "Troubleshooting." 
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To perform the self-tests 


The self-tests verify the correct operation of the logic analysis system. Self-tests 
can be performed all at once or one at a time. While testing the performance of 
the logic analysis system, run the self-tests all at once. 


Launch the Self-Tests. 
a_ Inthe System window, click on System Admin. 


b_ Under the Admin tab, click on the Self-Test... selection. 
ec Inthe query pop-up menu, select Yes to exit the current session. 


The Self-Test closes down the current session because the test algorithms leave the 
system in an unknown state. Re-launching a session at the end of the tests will ensure 
the system is properly initialized. 


In the Self-Test window select Test All. 


When the tests are finished, the Status will change to TEST passed or TEST 
failed. You can find detailed information about the test results in the Status 
Message field of the Self-Test window. 


The System CPU Board test returns Untested because the CPU tests require user 
action. To test the CPU Board, select CPU Board, then select each test 
individually. 


For more information on the tests that are not executed, refer to chapter 8. 


Select Quit to exit the Test menu. 


In the Session Manager, select Start Session This Display to re-launch a logic 
analysis session. 
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Calibrating and Adjusting 





Calibrating and Adjusting 


This chapter normally gives you instructions for calibrating and adjusting the 
logic analysis system. However, the 16700A/16702A mainframes and the 16701A 
expansion frame do not require calibration or adjustments. 


Calibrations and Adjustments for Modules 


The individual modules that plug into the 16700A, 16701A and 16702A may 
require calibration, operational accuracy calibration, or adjustments. Refer to the 
appropriate documentation for the individual modules for recommended 
calibration, operational accuracy calibration intervals and procedures, and 
adjustment procedures. 
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CAUTION 





Troubleshooting 


This chapter helps you troubleshoot the logic analysis system to find defective 
assemblies. The troubleshooting consists of flowcharts, self-test instructions, 
and tests. This information is not intended for component-level repair. 


If you suspect a problem, start at the top of the first flowchart. During the 
troubleshooting instructions, the flowcharts will direct you to perform other 
tests. The other tests are located in this chapter after the flowcharts. 


The service strategy for this instrument is the replacement of defective 
assemblies. This instrument can be returned to Agilent Technologies for all 
service work, including troubleshooting. Contact your nearest Agilent 
Technologies Sales Office for more details. 


Electrostatic discharge can damage electronic components. Use grounded wrist 
straps and mats when you perform any service to this instrument or to the 
cards in it. 





To use the flowcharts 


Flowcharts are the primary tool used to isolate defective assemblies. The 
flowcharts refer to other tests to help isolate the trouble. The circled 
alphanumeric references on the charts indicate connections with the other 
flowcharts. Start your troubleshooting at the top of the first flowchart. 
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Troubleshooting 
To use the flowcharts 
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Troubleshooting 
To use the flowcharts 
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Troubleshooting Flowchart 
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Troubleshooting Flowchart 
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Troubleshooting 
To use the flowcharts 
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Chapter 5 
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cabling 
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front panel 
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Did an 
errar message 
appear? 











Did the 
display freeze during 
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Boot device 
found? 








Does 
“Booting...” message 
appear? 





Did the 
display freeze during 
isl? 


No 








No 
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To use the flowcharts 
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Initilizatian Failures 
in Chapter 5 



















status return 
FAIL? 















Does a 
System window 
appear? 


Remove power fram 
the instrument 































Does the 
instrument finish 
booting? 


Yes Reinstall the 
operating system 
software 


Da a software 
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To perform the power-up tests 


The logic analysis system automatically performs power-up tests when you apply 
power to the instrument. Any errors are reported in the boot dialogue. Serious 
errors will interrupt the boot process. 


The power-up tests are designed to complement the instrument on-line Self- 
Tests. Tests that are performed during powerup are not repeated in the Self- 
Tests. 


The monitor (16700A only), keyboard and mouse must be connected to the 
mainframe to observe the results of the power-up tests. 


Disconnect all inputs and exit all logic analysis sessions. 


In the Session Manager, select Shutdown. In the Powerdown window, select 
Powerdown. 


When the "OK to power down" message appears, turn off the power switch. 


After a few seconds, turn the power switch back on. Observe the boot dialogue 
for the following: 


e Ensure all of the installed memory is recognized 

e Any error messages 

e Interrupt of the boot process with or without error message 

" 


A complete transcript of the boot dialogue is in chapter 8, "Theory of Operation. 


During initialization, check for any failures. 


"The Power-Up Routine" in chapter 8. 
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To run the self-tests 


Self-tests identify the correct operation of major functional subsystems of the 
instrument. You can run all self-tests without accessing the interior of the 
instrument. Ifa self-test fails, refer to the troubleshooting flowcharts to change a 
component of the instrument. To run the self-tests: 


In the System window, select System Admin. 


2 Under the Admin tab, select Self-Test. At the Test Query window, select Yes. 


You can run the tests individually, or you can run all of the tests by selecting 
Test All at the bottom of the Self Test window. Note that if Test All is selected, 
tests requiring user action will not be run. For more information, refer to 
chapter 8. These procedures instruct you how to perform the tests individually. 


In the Self Test window, select System CPU Board. 
Run the Floppy Drive Test. 
a_ Inthe Self Test: System CPU Board window, select Floppy Drive Test. 


b_ Insert a DOS-formatted floppy disk with 300 KB of available space in the mainframe 
floppy disk drive. 


ce Inthe Test Query window, select OK. 


The Test Query window instructs you to insert the floppy disk into the floppy disk 
drive. The other System CPU Board tests require similar user action to successfully 
run the test. 


In the Self Test: System CPU Board window, select Close to close the window. 


In the Self Test window, select PCI Board. You can run the individual PCI Board 
tests individually without any user action. 


In the Self Test window, select the Master Frame tab. You can run individual 
tests on each installed measurement module and emulation module in the 
Master Frame. 


If an expander frame is installed, select the Expander Frame tab in the Self 
Test window. Individual tests can be run on each installed measurement module 
and emulation module in the Expander Frame. 


Refer to chapter 8 for more information on tests that are not executed. The 
service manuals for applicable measurement modules will have information on 
tests that are not executed. 





CAUTION 


See Also 
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Reignite: Re-installing the operating system 


Read this section carefully before you attempt to re-install the operating system 
using this procedure. 


Everything on the hard disk drive will be overwritten, including the user 
configuration, data files, and license passwords. 


A batch process is used to autoload the software and then reboot the instrument. 
The batch process waits for only a short timeout period for user interaction to 
abort the process. Otherwise, the hard disk drive will be initialized, the operating 
system will be uploaded, and the instrument will reboot. 


The Reignite process takes approximately one hour depending on the speed of 
the attached CD-ROM. 


"To save the license file" in chapter 6 for information on saving the license 
password. 


To reignite: 


1 Set up the instrument. 


a Connect the monitor, keyboard, and mouse to their rear panel ports. 
b Connect a SCSI CD-ROM drive to the SCSI port on the rear of the instrument. 


Ensure the CD-ROM drive is set to a SCSI address in the range 1-5. 


Apply power to the CD-ROM drive. 


d_ Insert the CD-ROM containing the instrument operating system into the CD-ROM 
drive. 


O° 


Allow a couple of minutes for the CD-ROM drive to settle after inserting the media. 


e Ifthe LAN cable is connected, disconnect it from the instrument. 


2 Connect the power cord to the instrument, then apply power. 
3 If needed, initiate the monitor selection mode. 


a When the LED on the NUMLOCK key on the keyboard illuminates and remains lit for 
approximately two seconds, press the [ TAB ] key. (This happens very soon after 
power is applied). 

b When the monitor selection mode is enabled, repeatedly press the [ TAB ] key until 
the display is readable. 


c Press the [ ENTER ] key, then answer "Y" at the query to confirm the monitor 
selection. 
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Troubleshooting 
Reignite: Re-installing the operating system 


4 Interrupt the boot process and begin the Reignite process. 


a 
b 


d 


Repeatedly press the [ ESC ] key on the keyboard to terminate the boot process. 


When the boot process is terminated, at the Main Menu: Enter command prompt, 
enter: 








Main Menu: Enter command > SEArch 


The instrument will search for all viable boot devices on the bus. The display will then 
show the boot devices: 





Path Number Device Path Device Type 
PO SESCSI.6.0 QUANTUM FIREBALL ST4.3S 
PA SESCSI.4.0 IBM CDRMO00201 'F 








At the Main Menu: Enter command > prompt, enter 


Main Menu: Enter command > BOot Pl 
Interact with IPL (Y, N, Q)?>N 


After about 30 seconds you will see the message: 





WARNING: The configuration information calls for a non- 
interactive installation. 





Press <Return> within 10 seconds to cancel batch-mode 
installation: 


If you want to abort the Reignite process, go immediately to Step 5. 


If you do nothing within the 10 second timeout, the Reignite process will begin. The 
instrument will completely reload the operating system software onto the hard disk 
drive. After the software has been uploaded, the instrument will reboot. 


5 To abort the Reignite process at this point: 


a 


b 
c 
d 


Press [ Return ] within 10 seconds. 

At the confirmation, press [ Return ] again. 

At the language prompt, enter 45. Press [ RETURN ] at the confirmation prompt. 
Enter “b” to reboot the system from the beginning. 
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To configure the 16702A display 


Disconnect all inputs and exit all logic analysis sessions. 

In the Session Manager, select Shutdown. In the Powerdown window, select 
Powerdown. 

When the "OK to power down" message appears, turn off the power switch. 


Connect a compatible PS2 keyboard to the keyboard port on the rear of the 
instrument. 


Connect a compatible monitor to the monitor port on the rear of the instrument. 
Then re-apply power. 


Immediately interrupt the power-up routine by repeatedly pressing the [ Esc ] 
button on the external keyboard. 


At the "Main Menu: Enter Command >" prompt, enter the command 


COnfiguration MOnitor GRAPHICS(0) 21 





and press [ Enter ]. The LCD display should illuminate, and the external monitor 
should now be unreadable. 


At the "Main Menu: Enter Command >" prompt, type the "Boot" command, then 
answer "n" at the ISL query to finish booting. 


Remove power from the instrument and disconnect both the keyboard and 
external monitor. 


Unlike an external monitor, the LCD display will not light up at all unless the 


correct resolution and refresh rate are configured. The correct resolution and 
refresh rate are configured when monitor mode "21" is entered. 


If the display did not illuminate after the procedure in this section completed, 
there is a problem with either the cabling or the display. Remove the front panel 
and make sure that all cables are properly seated. If the cables are properly 
seated, you should suspect the display. 


When replacing the display 


When replacing the display, the Inverter board that is attached to the LCD board 
is also replaced. 





WARNING 


pr wd = 
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To check the power supply voltages 


Refer to chapter 6, "Replacing Assemblies," for instructions to remove or replace 


covers and assemblies. 


Hazardous voltages exist on the power supply. This procedure is to be 
performed by service-trained personnel aware of the hazards involved, such as 


fire and electrical shock. 


Turn off the instrument, disconnect the power cord, then remove the top cover. 


Apply power to the instrument. 


Using a DVM, measure the power supply voltages. 


Note problems with the power supply, then return to the flowchart. 


Power Supply Voltages 


CN1 
Pin 


Voltage 


CN2 
Pin 


Voltage 


CN3 
Pin 


Voltage 





1-7 
8-9 
10-12 
13-20 
21-24 






16700034 


Supply 


+5V 
COM 
-5.2V 
COM 
-12V 


Power Supply Voltages 


1-10 
11 

12 
13-16 
17-19 
20-22 


CN3 


Om 


CN2 


m 


CN1 


m 


+3.3 V 
COM 
+3.3 V 
COM 
+3.3 V 
COM 











2 «16 








13 «22 











1-2 
3-8 

9 
10-11 
12-16 


+12V 
COM 
-12V 
COM 
-3.3V 
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To test the floppy disk drive voltages 


Refer to chapter 6, "Replacing Assemblies," for instructions to remove or replace 
covers and assemblies. 


Hazardous voltages exist on the power supply. This procedure is to be 
performed by service-trained personnel aware of the hazards involved, such as 
fire and electrical shock. 


Equipment Required 


Equipment Critical Specification Recommended Model/Part 
Digitizing Oscilloscope > 100 MHz Bandwidth 54600B 


Turn off the instrument, then remove the power cable. Remove the top cover of 
the mainframe. 


Disconnect both the power cable and the data cable from the floppy drive. 


Remove the two screws that secure the floppy drive to the frame and remove the 
floppy drive (refer to chapter 6). 


Reconnect the power and data cables to the floppy drive. Position the floppy 
drive so that it does not contact any of the other subassemblies or circuit boards 
inside the mainframe. 


Reconnect the power cable to the instrument and apply power. 


When the instrument completes the boot process, enter the Self Test menu and 
repetitively run the Floppy Drive Test. 
a_ Inthe System menu, select System Admin. 


b_ Inthe System Admin window, select Self Test. Select Yes at the confirmation 
dialogue box. 


When the Self Test window appears, select the System tab. 


ao 


In the Self Test window, select Options, Repeat Mode, and Run Repeatedly. 


e Insert a DOS-formatted floppy disk with at least 300 KB of available space into the 
floppy disk drive. 


f Select System CPU Board. In the System CPU Board window, select Floppy Drive 
Test. At the Test Query window, select OK. 
The floppy drive test will now run repetitively. Use an oscilloscope to probe the 
floppy disk drive signal pins (see the following table) to ensure that the digital signals 
are appearing. 
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Disk Drive Voltages 


Signal 
Description 
NC 

Mode Select 
NC 

HD Out 

NC 

NC 

Ground 
Index 
Ground 

NC 

Ground 
Drive Select 


OANDOARPWN— BD 
s 


—_= = = 
Re oO 





Signal 
Description 
Ground 
NC 

Ground 
Motor On 
Ground 
Direction 
Ground 
Step 
Ground 
Write Data 
Ground 





Troubleshooting 


To test the floppy disk drive voltages 


Pin 
24 
25 
26 
27 
28 
29 
30 
31 
32 
33 
34 


Signal 
Description 
Write Gate 
Ground 
Track 00 
Ground 
Write Protect 
Ground 

Read Data 
Ground 

Side One Select 
Ground 

Disk Change 


When you have completed probing the floppy disk drive signals, select OK in the 
Stop window to halt the Floppy Drive Test. 


If the floppy disk drive signals appear as indicated, then the floppy disk drive 
should be replaced. If the signals do not appear, then either the data cable or the 


CPU board is suspect. 


You can probe J6 of the interface board in the same manner as described earlier 


to check for the same signals. 


Remove power from the mainframe and disconnect the power cable. Replace 


the defective assembly. 


9 Re-assemble the mainframe. 
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To test the hard disk drive voltages 


Refer to chapter 6, "Replacing Assemblies," for instructions to remove or replace 
covers and assemblies. 


WARNING Hazardous voltages exist on the power supply. This procedure is to be 
performed by service-trained personnel aware of the hazards involved, such as 
fire and electrical shock. 


Equipment Required 


Equipment Critical Specification Recommended Model/Part 
Digitizing Oscilloscope > 100 MHz Bandwidth 54600B 


1 Turn off the instrument, then remove the power cable. Remove the top cover of 
the mainframe. 


2 Disconnect both the power cable and the data cable from the hard drive. 


3 Remove the two screws that secure the hard drive to the frame and remove the 
hard drive (refer to chapter 6). 


4 Remove four screws that secure the mounting plate to the hard drive and 
remove the mounting plate. 


5 Reconnect the power and data cables to the hard drive. Position the hard drive 
so that it does not contact any of the other subassemblies or circuit boards 
inside the mainframe. 


Power Tab may have to be 
Connection removed to allow 
Pins CN2 cable to connect 
(or J2) correctly 


Disk Drive 
Bracket 


Bottom of 
Disk Drive 


16500m43 








Troubleshooting 
To test the hard disk drive voltages 


6 Reconnect the power cable to the instrument and apply power. 


7 Using an oscilloscope, check for digital activity on the pins while the instrument 
is booting. Probe the voltages on the hard disk drive circuit board where the 
data cable connector is soldered. Pin 1 of the connector is marked on the circuit 
board and is on the side of the connector closest to the power cable (see the 
following table and illustration). 


Disk Drive Voltages 


Pin Signal Description Pin Signal Description 
2 DBO 28 NC 

4 DB1 30 Ground 
6 DB2 32 ATN 

8 DB3 34 Ground 
10 DB4 36 BSY 

12 DB5 38 ACK 

14 DB6 40 RST 

16 DB7 42 MSG 
18 DBP 44 SEL 

20 Ground 46 C/D 

22 Ground 48 REQ 
24 NC 50 1/0 

26 Terminator Power 





All odd-numbered pins except 28, 25, and 27 are grounded at the drive. Pins 24 
and 28 are "No Connect" at the drive. 




























































































































































































+12V 
+12V Ground 
+5V Ground 
+5V 
I 
DC Power NY WY 
Connectors | 4 
pe 
| 
See 
= 
Back Pin 1 
of La Front 
Drive = [ af 
= Drive 
= ® 
E 
= c= 
=| S 
50-Pin SCSI Bus = = 
Interface Connector = 
= © 
r OLE OL 8 
; fo (ON 





16700e40 


Interface Connectors and Power Supplies 





Troubleshooting 
To test the hard disk drive voltages 


8 Ifthe hard disk drive signals appear as indicated, then the hard disk drive should 
be replaced. If the signals do not appear, then either the data cable or the CPU 
board is suspect. 


You can probe J1 and J10 of the PCI board in the same manner as described 
earlier in this procedure to check for the same signals. 


9 Remove power from the mainframe and disconnect the power cable. Replace 
the defective assembly. 


10 Re-assemble the mainframe. 





5-20 


Troubleshooting 
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To troubleshoot initialization failures 


By the time the logic analysis system reaches the initialization phase during the 
boot process, the core subsystems have been tested and are operating. During 
initialization, the system is being configured to run the operating system 
software. 


A FAIL status during initialization does not necessarily mean there is a serious 
problem or catastrophic failure of the hardware. Failures are often generated 
because of changes in the configuration of the hardware or of the system. 
Occasionally a FAIL status is caused by software file corruption. 


If the logic analysis system is part of an equipment pool that is shared among a 
number of users, then some of the network-related initializations can result ina 
FAIL status as some users utilize the networking capabilities of the instrument. 


If a FAIL status is reported during initialization, then most likely the system is still 
usable if initialization completes, the entire boot process completes, and the 
System window appears. If the boot process halts (with or without an error 
message), then a system problem must be corrected before the logic analysis 
system is usable. 


On the logic analysis system display, the initialization phase of the boot process 
looks like this: 











HP-UX Start-up in progress Status 
OuTE: LPS -SyStems: oie fteditte oa wld va lele Oo cutee ae he lees OK 
Sevting: HOSTNAME? vs <siateces Sysid aes eh ere eee aw eee ace wh OK 
Enable auxiliary swap space ................... OK 
STAre -SyNnCet aASMON: ies axes dened wrtos: Geter Save a fees OK 
Configure LAN Anterfaces. ccs aren Metered e Baers OK 
Start Software Distributor agent daemon ....... OK 
Clean uUp-iOld: Logs ELLs. pics geaee ehke ee slash s See a aia OK 
Start system message logging daemon ........... OK 
Configure Ethernet interfaces ................. OK 
Configure. -LAN “Anterfacesiis + sees Stes gee ee OK 
Start’ INES Conve -SUBSYVSTE OM. 2: Sasceves bs eran 8 See eared os Ses OK 
Start. NES Client SUDSVSESM: visi wend Aes esseeter’s Skate: ess OK 
Start Internet services daemon ................ OK 
Start time synchronization ..............-.228. N/A 
Start print: "SpoOLer, vei sion ca Re See 2 lena Eee, Bore OK 
Start: iGlock “Gaemon 6 ve iv oyisvess Gases bs tanen ge! wee eared ae eee OK 
Set X11 Device Configuration .................. OK 
Start 16700 Processor Run Control daemon ...... OK 
Start NFS server subsystem ...........-20 eee eee OK 
Stare--LnGrd daemon. 3:6 53a Aaa tire dccaie tone Meiereal apie al oa are Se OK 
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Troubleshooting 


To troubleshoot initialization failures 


HP-UX Startup Process 


Mount file systems 


Setting hostname 
Enable auxiliary swap space 
Start syncer daemon 


Configure LAN interfaces 


Start Software Distributor 
agent daemon 


Clean up old log files 


Start system message logging 
daemon 


Configure Ethernet interfaces 


Configure LAN interfaces 


Start NFS core subsystem 


Start NFS client subsystem 


Start Internet services 
daemon 


Start time synchronization 


Start print spooler 


Result or Cause of Failure 


The most likely cause is a hard disk drive hardware failure 

that was not found earlier in the boot process. A secondary 
cause of a FAIL status is that the hard disk drive cables are 

not properly seated in the disk drive or in the PCI board. 


The most likely cause is a change of network configuration. 
This is an unlikely failure. 
This is an unlikely failure. 


The most likely cause is a hardware failure of the CPU board 
that was not found earlier in the boot process, or a hardware 
failure of the PCI board. If a LAN cable is not connected to 
the 10BaseT port, or if a 50-ohm termination is not 
connected to the 10Base2 port, a FAIL status may also be 
reported. 


The most likely cause is a networking or port configuration. 
A secondary cause of a FAIL status is corrupted software. 


This is an unlikely failure. 


This is an unlikely failure. 


The most likely cause is the networking configuration. 


More LAN configuration is performed here. The failure 
modes are the same as mentioned earlier. 


This is an unlikely failure. 


A FAIL status is returned when the instrument is connected 
to a LAN, the networking configuration is not correct 
(especially the IP address and subnet mask), and/or a remote 
workstation that was mounted to the instrument file system 
configured as Mount Always is no longer available. The 
quickest workaround of a FAIL status is to disconnect the 
LAN cable if the instrument will not be networked. 


The most likely cause is the networking configuration. 


Always returns N/A because this feature is disabled. 


The most likely cause of failure is a hardware failure of the 
CPU parallel port. An N/A status is caused when the print 
spooler is disabled. 
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HP-UX Startup Process 


Start clock daemon 


Set X11 Device 
Configuration 


Start 16700 Processor Run 
Control daemon 


Start NFS server subsystem 


Start Lngrd daemon 


Troubleshooting 
To troubleshoot initialization failures 


Result or Cause of Failure 


This is an unlikely failure. 


This is an unlikely failure. 


The most likely cause of failure is a corrupted configuration 
file for the emulation module. A secondary cause of a FAIL 
status is a hardware failure of the PCI board or of the 
emulation module itself, if installed. 


The most likely cause is the networking configuration. 


The most likely cause is the networking configuration. 
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16700A/16702A Mainframe Assembly/Disassembly 6-5 

To remove and replace optional modules or filler panels 6-5 

To remove and replace 16700A/16702A top and bottom covers 

(for serial number prefixes US3849 and less) 6-6 

To remove and replace 16700A/16702A top and bottom covers 

(for serial number prefixes US3907 and greater) 6-7 

To remove and replace the 16700A/16702A hard disk drive 6-9 

To remove and replace the 16700A/16702A floppy disk drive 6-11 

To remove and replace the 16700A/16702A PCI board 6-12 

To remove and replace the 16700A/16702A CPU board 6-14 

To remove and replace the 16700A/16702A interface board 6-16 

To remove and replace the 16700A/16702A I/O board 6-18 

To remove and replace an emulation module in the 16700A/16702A 6-19 
To remove and replace the 16700A/16702A fans (US3836 and less) 6-20 
To remove and replace the 16700A/16702A side panel fan (US3849 and greater) 6-22 
To remove a fan from the 16700A/16702A center strut (US3849 and greater) 6-23 
To remove and replace the front panel (16700A) 6-24 

To remove and replace the front panel (16702A) 6-25 

To remove and replace the 16700A/16702A power supply 6-28 

To remove and replace the 16700A/16702A line switch assembly 6-30 
To remove and replace the 16700A/16702A module interface board 6-31 
To remove and replace the 16700A/16702A CPU battery 6-32 


Catastrophic Failure Recovery 6-33 
To recover from a CPU board failure 6-33 
To recover from a hard disk drive failure 6-33 


16701A Expansion Frame Assembly/Disassembly 6-34 

To remove and replace optional modules or filler panels 6-34 

To remove and replace the 16701A top and bottom covers (US3849 and less) 6-35 
To remove and replace 16701A top and bottom covers (US3907 and greater) 6-36 
To remove and replace the 16701A interface board 6-37 

To remove and replace the 16701A front panel 6-39 

To remove and replace the 16701A power supply 6-40 

To remove and replace the 16701A fans (US3830 and less) 6-42 

To remove and replace the 16701A side panel fan (US3849 and greater) 6-44 

To remove a fan from the 16701A center strut (US3849 and greater) 6-45 

To remove and replace the optional emulation module in the 16701A 6-46 

To remove and replace the line 16701A LED assembly 6-47 

To remove and replace the 16701A module interface board 6-48 
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Replacing Assemblies 


WARNING 


CAUTION 


CAUTION 





Replacing Assemblies 


This chapter contains the instructions for removing and replacing the assemblies 
of the logic analysis system. Also in this chapter are instructions for returning 
assemblies. 


Hazardous voltages exist on the power supply. To avoid electrical shock, 
disconnect the power from the instrument before performing the following 
procedures. After disconnecting the power, wait at least six minutes for the 
capacitors on the power supply board to discharge before servicing the 
instrument. 


Damage can occur to electronic components if you remove or replace 
assemblies when the instrument is on or when the power cable is connected. 
Never attempt to remove or install any assembly with the instrument on or with 
the power cable connected. 


Replacement Strategy 


These replacement procedures are organized as though you are disassembling 
the complete instrument, from the first assembly to be removed to the last. Some 
procedures tell you to remove other assemblies of the instrument, but do not give 
complete instructions. In these cases, refer to the procedure for that specific 
assembly for the instructions. 


Electrostatic discharge can damage electronic components. Use grounded wrist 
straps and mats when performing any service to this logic analysis system. 


Tools Required 


T10, T15, T25 TORX screwdrivers 
#1 Posidrive screwdriver 

1/8-inch screwdriver 

13/16-inch, deep-well nutdriver 
3/16-inch nutdriver 

3/8-inch deep-well nutdriver 
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To save the license file 


Before doing any major repairs to the instrument, it is recommended that you 
back up the license file if possible. You will need a backup copy if you encounter 
any problems that require a software Reignite. 


The license file has all of the licenses for the toolsets and user registration. If, for 
some reason, you lose the license file, you can obtain new license codewords from 
the Agilent Technologies Password Center. 


To save the license file: 


Obtain a formatted floppy disk and insert it in the floppy disk drive. 
In the System window, select File Manager. 
In the “licensing” subdirectory, copy the license.dat file to the floppy disk. 





To recover passwords 


The password file /logic/licensing/license.dat file may be lost under any of the 
following circumstances: 


e Catastrophic failure of the hard disk drive. 

e Software Reignite. 

e User error. 

e Instrument sent to an Agilent Technologies Service Center with Secure mode enabled. 


To avoid losing the license.dat file, back up the file onto a floppy disk and keep 
the disk in a safe place. The license.dat file can also be archived in any DOS or 
HP-UX environment. 


If the license.dat file (which includes the passwords) is lost, any activated 
toolsets will become unavailable and the User Registration window will again 
become visible. To recover the passwords and re-create a license.dat file, you 
must contact the Agilent Technologies Password Center. Provide the instrument 
ID number to the Password Center, and they will re-issue your passwords. 


An Agilent Technologies Service Center can contact the Agilent Technologies 
Password Center after an instrument repair to recover toolset passwords. The 
Agilent Technologies Service Center must provide the instrument ID number to 
the Agilent Technologies Password Center to recover the toolset passwords. 
However, you must contact the Agilent Technologies Password Center to recover 
your User Registration password. 
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To obtain the instrument ID 


The instrument ID can be found in the System Administration window by clicking 
on the About button under the Admin tab. 
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See Also 





16700A/16702A Mainframe Assembly/Disassembly 


The procedures in the following sections cover assembly and disassembly of the 
16700A/16702A logic analysis system mainframes. For 16701A expansion frame 
procedures, see "16701A Expansion Frame Assembly/Disassembly." 





To remove and replace optional modules or filler panels 


The procedures for removing and replacing optional modules or filler panels is 
the same for the 16700A/16701A/16702A. 


Remove power from the instrument. 

a_ Exit all logic analysis sessions. In the session manager, select Shutdown. 
b_ At the query, select Powerdown. 

ce When the "OK to power down" message appears, turn the instrument off. 


To reconfigure your system later in this procedure, note the configuration of 
your system now. 


Some modules for the logic analysis system require an operational accuracy 
calibration if you move them to a different slot. 


Starting from the top, loosen the thumb screws on filler panels and cards in the 
mainframe or the expansion frame. Starting from the top, pull the cards and 
filler panels out. 


All multi-card modules will be cabled together. To prevent damage to the cables 
and connectors, pull all multi-card modules out together. 


To replace the modules, reposition all cards and filler panels so that the 
endplates overlap properly. 


Firmly seat the bottom card into the backplane connector of the mainframe. 
Keep applying pressure to the center of the card endplate while tightening the 
thumb screws finger tight. Repeat for all cards and filler panels in a bottom-to- 
top order. 


For correct air circulation, filler panels must be installed in all unused card slots. 
Correct air circulation keeps the instrument from overheating. Keep any extra 
filler panels for future use. 


Service Guides for each individual module. 





6-5 


Replacing Assemblies 


To remove and replace 16700A/16702A top and bottom covers 
(for serial number prefixes US3849 and less) 





To remove and replace 16700A/16702A top and bottom 
covers (for serial number prefixes US3849 and less) 


This procedure applies to mainframes that have serial number prefix US3849 and 
less. If your mainframe serial number prefix is US3907 or greater, see the next 
procedure. 


1 Remove power from the instrument. 
a_ Exit all logic analysis sessions. In the session manager, select Shutdown. 
b At the query, select Powerdown. 
ec When the "OK to power down" message appears, turn the instrument off. 


2 Disconnect the power cable and all data and peripheral cables from the rear 
panel. 


3 Move the instrument to a static-safe work area before beginning any 
disassembly. 


If only the bottom cover is being removed, go directly to step 7. 


4 Using a Torx T10 screwdriver, remove the screws that secure each of the top 
rear feet to the rear panel. 


Pouch 
Top 
rear 
foot a 
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ye 
rear 
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Bottom cover 


16700232 


5 Using a Torx T15 screwdriver, remove the one screw at the center rear of the 
cover that secures the top cover to the frame. 
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Replacing Assemblies 


To remove and replace 16700A/16702A top and bottom covers 
(for serial number prefixes US3907 and greater) 


Slide the top cover toward the rear of the instrument and away. 


Complete steps 7 through 10 only if it necessary to remove the bottom cover. 


Lay the instrument on its side so the handle is up. 


Use a Torx T10 screwdriver to remove the screws that secure each of the bottom 
rear feet to the rear panel. 


Using a Torx T15 screwdriver, remove the one screw at the center rear of the 
cover that secures the bottom cover to the frame. 


Slide the bottom cover toward the rear of the instrument and away. 
Reverse this procedure to install the bottom and top covers. 


Check that all assemblies are properly installed before installing the cover. 





To remove and replace 16700A/16702A top and bottom 
covers (for serial number prefixes US3907 and greater) 


This procedure applies to mainframes that have serial number prefix US3907 and 
greater. If your mainframe serial number prefix is US3849 or less, see the 
previous procedure. 


Remove power from the instrument. 

a_ Exit all logic analysis sessions. In the session manager, select Shutdown. 

b At the query, select Powerdown. 

ce When the "OK to power down" message appears, turn the instrument off. 
Disconnect the power cable and all data and peripheral cables from the rear 
panel. 

Move the instrument to a static-safe work area before beginning any 
disassembly. If only the bottom cover is being removed, go directly to step 8. 


Using a Torx T10 screwdriver, remove the screws that secure each of the rear 
feet to the rear panel. 


Using a Torx T20 screwdriver, remove the two screws that secure the handle 
assembly to the side of the instrument. 


Using a Torx T15 screwdriver, remove the three screws that secure the top cover 
to the frame. There is one screw at the center rear and one on each side of the 
cover. 
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To remove and replace 16700A/16702A top and bottom covers 
(for serial number prefixes US3907 and greater) 


7 Slide the top cover toward the rear of the instrument and away. 


rear 


foot 


Bottom 
rear 


foot 
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Bottom cover 


Complete steps 8 through 11 only if it necessary to remove the bottom cover. 


8 Lay the instrument on its side so the handle side is up. 


9 Using a Torx T15 screwdriver, remove the one screw at the center rear of the 
cover that secures the bottom cover to the frame. 


10 Slide the bottom cover toward the rear of the instrument and away. 
11 Reverse this procedure to install the bottom and top covers. 


Check that all assemblies are properly installed before installing the cover. 
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To remove and replace the 16700A/16702A hard disk drive 


1 Using previous procedures, remove the following assemblies: 
e Top Cover 


2 Disconnect two I/O cables from the interface board connectors J13 and J14. 
Remove the I/O cables from the cable clamp on the hard disk drive and move the 
cables to gain access to the hard disk drive. 


The I/O cables have tabs on the ends of each connector. Squeeze the connector 
tabs with thumb and forefinger while disconnecting each cable. 


3 Disconnect the hard disk drive power cable and data cable from the rear of the 
hard disk drive. 


T10 Screws 


Hard drive AA 
' 


Data cable 





4 Using a Torx T10 screwdriver, remove the two screws that secure the hard disk 
drive bracket to the frame (See the preceding illustration). 


5 Slide the hard disk drive away from the fans approximately 0.5 cm. 
6 Lift the hard disk drive out of the instrument. 
7 Remove the hard disk drive bracket from the hard disk drive. 


a_ Using a Torx T15 screwdriver, remove the four screws that secure the hard disk drive 
bracket to the hard disk drive. 
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Replacing Assemblies 
To remove and replace the 16700A/16702A hard disk drive 


b Remove the bracket from the hard disk drive. 


g 


@Q 








aD | 
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8 Reverse this procedure to install the hard disk drive. 


When installing the hard disk drive/bracket assembly onto the frame, ensure that 


the metal slide standoff posts are properly seated in the corresponding holes in 
the frame. 


9 Before installing the hard disk drive, ensure that the following assemblies are 
properly installed: 


e Side Fan 


After replacing the hard disk drive and re-assembling the instrument, follow the 


procedure "Catastrophic Failure Recovery" in this chapter to reload the hard 
drive. 
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To remove and replace the 16700A/16702A floppy disk drive 


1 Using previous procedures, remove the following assemblies: 
e Top Cover 


2 Disconnect the floppy disk drive power cable and data cable from the rear of the 
floppy disk drive. 


The floppy disk drive power cable connector has a tab. Lift up slightly on the rear 
of the connector while disconnecting the cable from the floppy disk drive. 


3 Using a Torx T10 screwdriver, remove the two screws that secure the floppy 
disk drive bracket to the frame. 


110 screws 







Data cable 


Power cable 


T10 screw Floppy 
disk drive 


Disk drive 
bracket 
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T10 screw 


4 Slide the floppy disk drive toward the rear of the instrument approximately 
0.5 cm. 


5 Tilt up the rear of the floppy disk drive, then lift the floppy disk drive out of the 
instrument. 





Replacing Assemblies 
To remove and replace the 16700A/16702A PCI board 


6 Remove the floppy disk drive bracket from the floppy disk drive. 


a_ Using a Torx T10 screwdriver, remove the two screws that secure the floppy disk 
drive bracket to the floppy disk drive (see the preceding illustration). 


b Remove the bracket from the floppy disk drive. 
7 Reverse this procedure to install the floppy disk drive. 


Before installing the floppy disk drive, ensure that the following assemblies are 
properly installed: 


e Module Interface Board 





To remove and replace the 16700A/16702A PCI board 


1 Using previous procedures, remove the following assemblies: 
e Top Cover 

2 Using a 1/8-inch, flat-blade screwdriver, remove the jackscrews that secure the 
SCSI connector to the rear panel (see the following illustration). 


3 Using a deep-well 13/16-inch nutdriver, remove the hex nut that secures the LAN 
BNC to the rear panel. 


4 Using a Torx T10 screwdriver, remove the two screws that secure the PCI board 
to the standoffs on the interface board. 


Ribbon Power ¥ ee T-10 Screws 
cables cable | 
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Replacing Assemblies 
To remove and replace the 16700A/16702A PCI board 


Gently lift up the edge of the board that is toward the front of the instrument. 


The PCI board does not come right out of the instrument. There are four 
interface connectors on the bottom of the board that connect the PCI board to 
both the CPU board and the interface board. 


After the interface connectors have disengaged from the CPU board and 
interface board, lift the PCI board out the instrument. 


You might have to loosen the screws in the CPU back panel to remove the PCI 
board. 
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Reverse this procedure to install the PCI board. Before installing the PCI board, 
ensure that the following assemblies are properly installed: 


e Interface Board 
e CPU Board 


When installing the PCI board, first align the four interface connectors on the 
bottom of the PCI board to the corresponding connectors on the CPU board and 
interface board. A slight pressure of the PCI board against the rear panel may be 
necessary to begin the alignment of the connectors. 
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To remove and replace the 16700A/16702A CPU board 


1 Using previous procedures, remove the following assemblies: 
e Top Cover 
e PCI Board 


2 Using a Torx T10 screwdriver, remove the six screws that secure the CPU back 
panel to the rear panel of the instrument. 


Interface board 


CPU board 


CPU back 
panel screws Le 





Pull under 
this edge 
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CPU back . 16700243 
panel screws 


3 Slide the CPU board out the rear of the instrument. As you remove the CPU 
board, it will disconnect from the interface board. 


You might want to remove the card or blank panel directly below the CPU board 
to gain additional leverage for removing the CPU board. 


CAUTION Do not use component heat sinks as leverage in removing the CPU board. 
Damage to the CPU board components will result. 


CAUTION Do not pry the CPU board from the interface board by inserting a flat-blade 
screwdriver and twisting the screwdriver. Damage to the circuit boards will 
result. 
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To remove and replace the 16700A/16702A CPU board 


4 If needed, remove the CPU back panel from the CPU board. 


a 





Using a 3/16-inch nutdriver, remove the jackscrews that secure the RS-232-C, video, 
and parallel printer connectors from the CPU rear panel (see the following 
illustration). 
Remove the rear panel from the CPU board. 
Memory module 
Videa memory 
module 
| 
Phe : 
Jackscrews 
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5 Exchange System RAM and Video RAM (if installed) between the defective and 
replacement CPU boards. 


a 


b 
c 


Remove the System RAM daughter card by lifting the daughter card off of the CPU 
board. 


If the Video RAM card is installed, remove it by lifting the card off of the CPU board. 


Position the daughter card taken from the defective CPU board over the replacement 
CPU board. Align the connectors and the standoffs on the CPU board with the 
connectors and holes on the daughter card. 


Repeat step c for the Video RAM, if installed. 


Repeat steps c and d to install the daughter card and the Video RAM card from the 
replacement CPU board onto the defective CPU board. 
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6 Reverse this procedure to install the CPU board. 


Before installing the CPU board, ensure that the following assemblies are 
properly installed: 


e Interface Board 


After replacing the CPU board and re-assembling the instrument, see 
"Catastrophic Failure Recovery" in this chapter to reconfigure the CPU board. 





To remove and replace the 16700A/16702A interface board 


1 Using previous procedures, remove the following assemblies: 


e Top Cover 
e PCI Board 
e CPU Board 


2 Disconnect the following cables: 


e 1/0 Cables 

e Floppy Drive Power Cable (J7) 

e Line Switch Cable (J8) 

e Fan Cable (J10) 

e Fan Cables (J21, J22 on serial number prefix US3849 and greater) 
e Power Sense Cable (J15) 
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3 Using a Torx T10 screwdriver, remove the two screws that secure the interface 
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To remove and replace the 16700A/16702A interface board 


board to the frame. 


4 Using a 3/16-inch nutdriver, remove the two hex standoffs from the side of the 
interface board closest to the fans. 


5 Slide the interface board toward the rear of the instrument approximately 
1.5 cm. While sliding the interface board, it will disengage from the module 
interface board. 


6 If needed, disconnect the emulation module board(s) from the interface board 
connectors J11 and J12 (see the following illustration). 
a_ Lift the interface board up enough to gain access to the underside of the board. 
b- Reach underneath the interface board and disconnect the emulation module interface 
cables from the interface board. 


The emulation module interface cables have tabs on the ends of each connector. 
Squeeze the connector tabs with thumb and forefinger while disconnecting each 
cable. 


Interface 
board 
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7 Reverse this procedure to install the interface board. 


Before installing the interface board, ensure that the plastic sleeve is installed on 
the thread insert of the board mounting plate that is closest to the fan. 
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To remove and replace the 16700A/16702A I/O board 


1 Using previous procedures, remove the following assemblies: 
e Bottom Cover 
2 Disconnect the I/O cables from the I/O board (see the following illustration). 


The I/O cables have tabs on the ends of each connector. Squeeze the connector 
tabs with thumb and forefinger while disconnecting each cable. 


Jackscrews 
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Top cover 


3 Using a Torx T10 screwdriver, remove the two screws that secure the I/O board 
to the rear panel. 


4 Slide the I/O board out of the rear of the instrument. 


5 Using a deep-well 13/16-inch nutdriver, remove the hex nut that secures the Port 
In and Port Out BNC connectors to the rear panel. 


6 Using a 1/8-inch, flat-blade screwdriver, remove the jackscrews that secure the 
expansion frame connector to the rear panel. 


7 Remove the rear panel from the I/O board. 
8 Reverse this procedure to install the I/O board. 
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To remove and replace an emulation module in the 16700A/ 
16702A 


1 Using previous procedures, remove the following assemblies: 
¢ Bottom Cover 


2 Using a Torx T10 screwdriver, remove the two screws that secure the emulation 
module to the instrument rear panel (see the following illustration). 


3 Disconnect the interface cables from the emulation module. 


The interface cables have tabs on the ends of each connector. Squeeze the 
connector tabs with thumb and forefinger while disconnecting each cable. 








Q 
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4 Slide the emulation module out the rear of the instrument. 
5 Reverse this procedure to install the emulation module. 
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To remove and replace the 16700A/16702A fans 
(for serial number prefixes US3836 and less) 


This procedure applies to mainframes that have serial number prefix US3836 and 
less. If your mainframe serial number prefix is US3849 or greater, see the next 
two procedures. 


1 Using previous procedures, remove the following assemblies: 
e Top and Bottom Covers 

2 Before you can remove the fans, you must first remove the side panel from the 
frame. 


a_ Lay the instrument on its side so the handle is facing up. 


b_ Using a Torx T25 screwdriver, remove the two screws that secure each of the two 
handle endcaps, one per endcap. 


Remove the endcaps and the handle. 


ao 


Slide the side panel toward the rear of the instrument approximately 1.0 cm and 
remove the side panel. 


g 





3 Disconnect the fan cable from the fan to be replaced. After the connector 
disengages from the connector pins on the fan, pull the connector out and away 
from the fan. 


16700831 
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To remove and replace the 16700A/16702A fans (for serial number prefixes US3836 and less) 


4 Using a #1 Posidrive screwdriver, remove the four screws that secure the fan to 
the side of the chassis. There is one screw at each corner of the fan (see the 
following illustration). 
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5 Using a 1/8-inch, flat-blade screwdriver, push out the screw inserts enough to be 
able to grab them with a thumb and forefinger. 


6 While holding the fan, remove the four screw inserts, one at each corner of the 
fan. 


7 Reverse this procedure to install the fan. When installing the fan, ensure that: 
e The cable notch on the fan assembly is pointing toward the middle of the instrument. 
e The fan rotation is toward the rear of the instrument. 


e Airflow is toward the inside of the instrument. 
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To remove and replace the 16700A/16702A side panel fan 
(for serial number prefixes US3849 and greater) 


This procedure applies to mainframes that have serial number prefix US3849 and 
greater. If your mainframe serial number prefix is US3836 or less, see the 
previous procedure. Follow these steps to remove the fan from the side panel. 


1 Using previous procedures, remove the following assemblies: 
e Top and Bottom Covers 


2 Disconnect the fan cable from the side panel fan. After the connector is 
disengaged from the connector pins on the fan, pull the connector out and away 
from the fan. 


3 Using a #1 Posidrive screwdriver, remove the four screws that secure the fan to 
the side of the chassis. There is one screw at each corner of the fan. 
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4 Using a 1/8-inch, flat-blade screwdriver, push out the screw inserts enough to be 
able to grab them with a thumb and forefinger. 


5 While holding the fan, remove the four screw inserts at each corner of the fan. 
6 Reverse this procedure to install the fan. When installing the fan, ensure that: 


e The cable notch on the fan assembly is pointing toward the middle of the instrument. 
e The fan rotation is toward the rear of the instrument. 


e Airflow is toward the inside of the instrument. 
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To remove a fan from the 16700A/16702A center strut 
(for serial prefixes US3849 and greater) 


This procedure applies to mainframes that have serial number prefix US3849 and 
greater. If your mainframe serial number prefix is US3836 or less, see the 
previous procedure "To remove and replace the 16700A/16702A fans (for serial 
number prefixes US3836 and less)." 

1 On the fan to be replaced, disconnect the fan cable from the interface board. 


2 Using a Torx T10 screwdriver, remove the four screws that secure the fan to the 
center strut. 


3 Remove the fan from the center strut. 


4 Reverse this procedure to install the fan (see the following illustration). 
When installing the fan, ensure that: 


e The cable of the front-most fan is pointing toward the top of the instrument. 
e The cable of the rear-most fan is pointing toward the front of the instrument. 
e The fan rotation is toward the rear of the instrument. 


e Airflow is toward the card cage. 
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To remove and replace the front panel (16700A) 


1 Using previous procedures, remove the following assemblies: 
e Top Cover 


2 Lay the instrument on its side with the handle facing up (see the following 
illustration). 

3 Disconnect the line switch cable from the interface board connector J8. 

4 Remove the trim strip from the top edge of the front panel frame. 


5 Using a Torx T15 screwdriver, remove the screws that secure the front panel to 
the instrument frame. There are four screws on the top and four screws on the 
bottom. 


6 Remove the front panel away from the instrument. 
7 Reverse this procedure to install the front panel. 
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To remove and replace the front panel (16702A) 


Using previous procedures, remove the following assemblies: 

e Top Cover 

Lay the instrument on its side with the handle facing up. 

Disconnect the line switch cable from the interface board connector J8. 
Disconnect the video interface cable from the CPU board connector J16. 
Remove the trim strip from the top edge of the front panel frame. 


Using a Torx T15 screwdriver, remove the screws that secure the front panel to 
the instrument frame. There are four screws on the top and four screws on the 
bottom. 


Remove the front panel away from the instrument. 
Reverse this procedure to install the front panel. 


To disassemble the front panel assembly (16702A) 


This procedure shows you how to disassemble the 16702A front panel assembly, 
including removing the LCD board, flat panel display, and intensity adjustment. 
To remove the keyboard, see the next procedure. 


Disconnect the following cables from the LCD board: 
e Intensity Cable 

e LCD Cable 

e Keyboard Interface Cable 

e Video Interface Cable 

e 3-wire Display Bias Cable 

See the illustration following the next procedure. 


Using a Torx T6 screwdriver, remove the two screws that secure the inverter 
board to the LCD board. Then remove the inverter board from the LCD board. 


The inverter board is part of the LCD flat panel display. The inverter board is not 
part of the LCD board. The flat panel display and the inverter board are replaced 
as one unit. 





Replacing Assemblies 
To remove and replace the front panel (16702A) 


Remove the LCD board (optional if only the flat panel display is being replaced). 


a_ Using a Torx T10 screwdriver, remove the one screw that secures the LCD board to 
the LCD bracket. 


b Slide the LCD board toward the bottom of the front panel approximately 1 cm. 
ce Remove the LCD board from the LC bracket. 


Using a Torx T10 screwdriver, remove the four screws that secure the LCD 
bracket to the front panel. 


Remove the intensity cable (optional if only the flat panel display is being 
replaced). 


a_ Using a 3/8-inch, deep-well nutdriver, remove the spacer from the intensity cable. 
b Remove the intensity cable from the LCD bracket. 


When installing the spacer onto the intensity cable, ensure that the threads of the 
spacer are towards the LCD bracket. 


Lift the flat panel display out of the front panel assembly. 


Be careful to handle the flat panel display by the edges of the display. To re- 
install the flat panel display, reverse the steps in this procedure. 


To remove the keyboard (16702A) 


This procedure shows you how to remove the keyboard. To remove the LCD 
board, flat panel display, and intensity adjustment, see the preceding procedure 
"To disassemble the front panel assembly (16702A)." 


Disconnect the following cables from the keyboard circuit board: 
e Keyboard Interface Cable 


Using a Torx T10 screwdriver, remove the six screws that secure the keyboard 
to the front panel assembly. 


Remove the keyboard subassemblies from the front panel assembly (see the 
following illustration): 


e Support Plate (clear plastic) 
e Keyboard Circuit Board 


e Keypad 
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Replacing Assemblies 
To remove and replace the front panel (16702A) 


CAUTION Do not touch the gold contacts on the keyboard circuit board, because they can 
become contaminated, which can result in poor operation. 


CAUTION Be careful of the LED on the keyboard circuit board that is on the side opposite 
the connector. It is fragile and can be easily broken. 


CAUTION Do not touch the back of the keypad. 


To re-install the keyboard, reverse the steps in this procedure. Pins on the 
keyboard panel will guide the orientation of the keyboard circuit board and the 
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Replacing Assemblies 
To remove and replace the 16700A/16702A power supply 





To remove and replace the 16700A/16702A power supply 


WARNING Hazardous voltages exist on the power supply. To avoid electrical shock, 
disconnect the power from the instrument before performing the following 
procedures. After disconnecting the power, wait at least six minutes for the 
capacitors on the power supply board to discharge before servicing the 
instrument. 


1 Using previous procedures, remove the following assemblies: 


e Top and Bottom Covers 
e Front Panel 


2 Ensure that the instrument is on its side with the handle side facing up. 


3 Disconnect the power output cables (large gauge black, blue, and white) from 
the output connectors on the power supply (see the following illustration). 


The power cables have a lock at the top of each connector. Press the tab at the 
rear of the connector to release the lock while disconnecting each cable. 
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4 Using a #1 Posidrive screwdriver, remove the power input cable from the power 
supply input terminal block. 
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Replacing Assemblies 
To remove and replace the 16700A/16702A power supply 


5 While holding the power supply, use a Torx T15 screwdriver to remove the two 
screws that secure the power supply to the top of the frame, and the two screws 
that secure the power supply to the bottom of the frame (see the following 
illustration). 


6 Remove the power supply out of the front of the instrument. 


7 Mark the five 2-pin power sense cables so that you can re-connect them to the 
same connectors when installing the power supply. Remove all six power sense 
cables from the power supply. 
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8 Reverse this procedure to install the power supply. Use the preceding 
illustration to install the power sense cables. 


If the five 2-pin power sense cables are not connected to the proper connectors, 
the instrument will not power up. 





Replacing Assemblies 
To remove and replace the 16700A/16702A line switch assembly 





To remove and replace the 16700A/16702A line switch 
assembly 


The line switch and power indicator LED are removed and replaced as a single 
assembly. 


1 Using previous procedures, remove the following assemblies: 
e Top Cover 
e Front Panel 


2 Gently spread apart the tabs that hold the LED to the LED mount, then pull the 
power indicator LED toward the rear of the instrument (see the following 
illustration). 


Be careful not to push the LED mount through the front panel hole. If this 
happens, you must peel back the front panel label to access the LED mount, then 
re-insert the mount into its hole. 
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3 Using a 1/8-inch, flat-blade screwdriver, push against the line switch mount tabs 
while pushing the line switch out the front of the instrument. 


4 Feed the cable through the line switch mounting hole. 
5 Reverse this procedure to install the line switch assembly. 


When installing the line switch assembly, the line switch is inserted in the front 
panel with the "1" to the right (that is, outboard). 





Replacing Assemblies 
To remove and replace the 16700A/16702A module interface board 





To remove and replace the 16700A/16702A module interface 
board 


1 Using previous procedures, remove the following assemblies: 
e Top and Bottom Covers 
e Front Panel 
e Floppy Disk Drive 
e PCI Board 
e CPU Board 
e Interface Board 


2 Ensure that the instrument is on its side with the handle facing up. 


3 Disconnect the power output cables from the connectors on the module 
interface board (see the following illustration). 


The power cables have a lock at the top of each connector. Press the tab at the 
rear of the connector to release the lock while disconnecting each cable. 


4 Using a Torx T10 screwdriver, remove the six screws that secure the module 
interface board to the frame. 
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5 Remove the module interface board out the top of the instrument. 
6 Reverse this procedure to install the module interface board. 
The power output cables can be accidentally installed backwards. The power 


output cables are properly installed when the free end of each of the cables is 
pointed toward the power supply power output connectors. 





Replacing Assemblies 
To remove and replace the 16700A/16702A CPU battery 





To remove and replace the 16700A/16702A CPU battery 


1 Using previous procedures, remove the following assemblies: 
e Top Cover 


2 Using a 1/8-inch, flat-blade screwdriver, gently pry the battery from the battery 
receptacle (see the following illustration). 























3 Insert a new battery (Panasonic BR2325 or equivalent) into the battery 
receptacle. 


4 Re-install the top cover. 








Catastrophic Failure Recovery 

The procedures in this section are only required the first time the instrument is 
turned on after a failure and replacement of these assemblies: 

e CPU Board 

e Hard Disk Drive 





To recover from a CPU board failure 


1 After re-assembling the instrument, connect the monitor, keyboard (for 16700A 
only), and mouse to their rear panel ports. 


2 Connect the power cord to the instrument, then apply power. 


3 The monitor selection mode will be automatically enabled. Wait until the 
monitor is readable and the resolution displayed matches the actual resolution 
of the monitor. Press [| ENTER ], then answer "Y" at the query. 


4 When the boot process auto-terminates, type in the following commands at the 
Main Menu: Enter Command > prompt exactly as they appear (CAPS indicate 
command abbreviations): 





















































MAin [ ENTER ] 
COnfiguration AUto BOot ON [ ENTER ] 
COnfiguration AUto SEArch OFF [ ENTER ] 
COnfiguration BootTimer 0 [ ENTER ] 
COnfiguration FastBoot OFF [ ENTER ] 
COnfiguration SECure OFF [ ENTER ] 


5 If the CPU board has been replaced in an 16702A, enter the following command 
exactly as it appears (CAPS indicate command abbreviations): 


COnfiguration MOnitor GRAPHICS(0) 21 [ ENTER ] 














The front panel display should light up and the attached monitor should now be 
unreadable. Disconnect the attached monitor from the 16702A. 


6 At the Main Menu: Enter Command > prompt, type the Boot command: 
BOOT [ ENTER ] 














When the Boot command is entered, the instrument will complete the boot 
process. 





To recover from a hard disk drive failure 


1 After replacing the hard disk drive, re-assemble the instrument. 


2 Go to “Reignite: Re-installing the operating system” in chapter 5 to re-install the 
operating system. 





See Also 





16701A Expansion Frame Assembly/Disassembly 


The procedures in the following sections cover assembly and disassembly of the 
16701A logic analysis system expansion frame. For 16700A/16702A procedures, 
refer to "16700A/16702A Mainframe Assembly/Disassembly" earlier in this 
chapter. 





To remove and replace optional modules or filler panels 


The procedures for removing and replacing optional modules or filler panels is 
the same for each of the 16700A/16701A/16702A instruments. 


Remove power from the instrument. 

a_ Exit all logic analysis sessions. In the session manager, select Shutdown. 

b At the query, select Powerdown. 

ce When the "OK to power down" message appears, turn the instrument off. 

To reconfigure your system later in this procedure, note the configuration of 
your system now. 

Some modules for the logic analysis system require an operational accuracy 
calibration if you move them to a different slot. 


Starting from the top, loosen the thumb screws on filler panels and cards in the 
mainframe or the expansion frame. Starting from the top, pull the cards and 
filler panels out. 


All multi-card modules will be cabled together. To prevent damage to the cables 
and connectors, pull all multi-card modules out together. 


To replace the modules, reposition all cards and filler panels so that the 
endplates overlap properly. 


Firmly seat the bottom card into the backplane connector of the mainframe. 
Keep applying pressure to the center of the card endplate while tightening the 
thumb screws finger tight. Repeat for all cards and filler panels in a bottom-to- 
top order. 


For correct air circulation, filler panels must be installed in all unused card slots. 
Correct air circulation keeps the instrument from overheating. Keep any extra 
filler panels for future use. 


Service Guides for each individual module. 





Replacing Assemblies 


To remove and replace the 16701A top and bottom covers 
(for serial number prefixes US3849 and less) 





To remove and replace the 16701A top and bottom covers 
(for serial number prefixes US3849 and less) 


This procedure applies to expander frames that have serial number prefix 
US3849 and less. If your expander frame serial number prefix is US3907 or 
greater, see the next procedure. 


1 Remove power from the instrument. 
a_ Exit all logic analysis sessions. In the session manager, select Shutdown. 
b At the query, select Powerdown. 
ce When the "OK to power down" message appears, turn the instrument off. 


2 Disconnect the power cable and all data and peripheral cables from the rear 
panel. 


3 Move the instrument to a static-safe work area before beginning any 
disassembly. 


If only the bottom cover is being removed, go directly to step 7. 


4 Using a Torx T10 screwdriver, remove the screws that secure each of the top 
rear feet to the rear panel. 
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5 Using a Torx T15 screwdriver, remove the one screw at the center rear of the 
cover that secures the top cover to the frame. 


6 Slide the top cover toward the rear of the instrument and away. 


Complete steps 7 through 10 only if it is necessary to remove the bottom cover. 





10 
11 


Replacing Assemblies 


To remove and replace the 16701A top and bottom covers 
(for serial prefixes US3907 and greater) 


Lay the instrument on its side so the handle is up. 


Use a Torx T10 screwdriver to remove the screws that secure each of the bottom 
rear feet to the rear panel. 


Using a Torx T15 screwdriver, remove the one screw at the center rear of the 
cover that secures the bottom cover to the frame. 


Slide the bottom cover toward the rear of the instrument and away. 
Reverse this procedure to install the bottom and top covers. 


Check that all assemblies are properly installed before installing the cover. 





To remove and replace the 16701A top and bottom covers 
(for serial prefixes US3907 and greater) 


This procedure applies to expander frames that have serial number prefix 
US3907 and greater. If your expander frame serial number prefix is US3849 or 
less, see the preceding procedure. 


Remove power from the instrument. 

a_ Exit all logic analysis sessions. In the session manager, select Shutdown. 

b At the query, select Powerdown. 

ce When the "OK to power down" message appears, turn the instrument off. 
Haas the power cable and all data and peripheral cables from the rear 
panel. 


Move the instrument to a static-safe work area before beginning any 
disassembly. If only the bottom cover is being removed, then go directly to 
step 8. 


Using a Torx T10 screwdriver, remove the screws that secure each of the rear 
feet to the rear panel. 


Using a Torx T20 screwdriver, remove the two screws that secure the handle 
assembly to the side of the instrument. 


Using a Torx T15 screwdriver, remove the three screws that secure the top cover 
to the frame. There is one screw at the center rear and one on each side of the 
cover. 





Replacing Assemblies 
To remove and replace the 16701A interface board 


7 Slide the top cover toward the rear of the instrument and away. 





16701e10 Bottom caver 


Complete steps 8 through 11 only if it necessary to remove the bottom cover. 


8 Lay the instrument on its side so the handle side is up. 


9 Using a Torx T15 screwdriver, remove the screw at the center rear of the cover 
that secures the bottom cover to the frame. 


10 Slide the bottom cover toward the rear of the instrument and away. 
11 Reverse this procedure to install the bottom and top covers. 


Check that all assemblies are properly installed before installing the cover. 





To remove and replace the 16701A interface board 


1 Using previous procedures, remove the following assemblies: 
e Top Cover 
2 Disconnect the following cables: 


e Interface Cable (J4) 

e Line LED Cable (J5) 

e Fan Cable (J1) 

e Fan Cables (J21, J22 on serial number prefix US3849 and greater) 
e Power Sense Cable (J7) 





Replacing Assemblies 
To remove and replace the 16701A interface board 


3 Using a Torx T10 screwdriver, remove the two screws that secure the interface 
board to the frame. 
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16701202 x cable (J15) 


4 Using a 3/16-inch nutdriver, remove the two hex standoffs from the side of the 
interface board closest to the fans. 


5 Slide the interface board toward the rear of the instrument approximately 
1.5 cm. While sliding the interface board, it will disengage from the module 
interface board. 


6 If needed, disconnect the emulation module board(s) from the interface board 
connectors J2 and J3. 


a_ Lift the interface board up enough to gain access to the underside of the board. 

b_ Reach underneath the interface board and disconnect the emulation module interface 
cables from the interface board. 

The emulation module interface cables have tabs on the ends of each connector. 

Squeeze the connector tabs with thumb and forefinger while disconnecting each 

cable. 


7 Reverse this procedure to install the interface board. 





Replacing Assemblies 
To remove and replace the 16701A front panel 








To remove and replace the 16701A front panel 


1 Using previous procedures, remove the following assemblies: 
e Top Cover 


2 Lay the instrument on its side with the handle facing up. 


3 Disconnect the line LED cable from the interface board connector J8 (see the 
preceding illustration). 


4 Remove the trim strip from the top edge of the front panel frame (see the 
following illustration). 


5 Using a Torx T15 screwdriver, remove the screws that secure the front panel to 
the instrument frame. There are four screws on the top and four screws on the 
bottom. 


Battom screws (4) 


“© 


Gen 
NN 


Top screws (4) 


Gag 
1—— Pry slot 


Big 









| ———_ Trim Strip 



































Line switch cable 

















i—— Pry slot 











16701207 











6 Remove the front panel away from the instrument. 
7 Reverse this procedure to install the front panel. 





Replacing Assemblies 
To remove and replace the 16701A power supply 





To remove and replace the 16701A power supply 


WARNING Hazardous voltages exist on the power supply. To avoid electrical shock, 
disconnect the power from the instrument before performing the following 
procedures. After disconnecting the power, wait at least six minutes for the 
capacitors on the power supply board to discharge before servicing the 
instrument. 


1 Using previous procedures, remove the following assemblies: 


e Top and Bottom Covers 


e Front Panel 


bo 


Ensure that the instrument is on its side with the handle side facing up. 


wo 


Disconnect the power output cables (large gauge black, blue, and white) from 
the output connectors on the power supply (see the following illustration). 


The power cables have a lock at the top of each connector. Press the tab at the 
rear of the connector to release the lock while disconnecting each cable. 
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4 Using a #1 Posidrive screwdriver, remove the power input cable from the power 
supply input terminal block. 


5 While holding the power supply, use a Torx T15 screwdriver to remove the two 
screws that secure the power supply to the top of the frame and the two screws 
that secure the power supply to the bottom of the frame. 
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Replacing Assemblies 
To remove and replace the 16701A power supply 


6 Remove the power supply out of the front of the instrument. 


7 Mark the five 2-pin power sense cables so that you can re-connect them to the 
same connectors when installing the power supply. Remove all six power sense 
cables from the power supply. 
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8 Reverse this procedure to install the power supply. Use the preceding 
illustration to install the power sense cables. 


If the five 2-pin power sense cables are not connected to the proper connectors, 
the instrument will not power up. 





Replacing Assemblies 
To remove and replace the 16701A fans (for serial number prefixes US3830 and less) 





To remove and replace the 16701A fans 
(for serial number prefixes US3830 and less) 


This procedure applies to expander frames that have serial number prefix 
US3830 and less. If your expander frame serial number prefix is US3849 or 
greater, see the next procedure. 


1 Using previous procedures, remove the following assemblies: 
e Top and Bottom Covers 

2 Before you can remove the fans, you must first remove the side panel from the 
frame. 


a_ Lay the instrument on its side so the handle is facing up. 


b_ Using a Torx T25 screwdriver, remove the two screws that secure each of the two 
handle endcaps, one per endcap. 


Remove the endcaps and the handle. 


ao 


Slide the side panel toward the rear of the instrument approximately 1.0 cm and 
remove the side panel. 


e 
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3 Disconnect the fan cable from the fan to be replaced. After the connector 
disengages from the connector pins on the fan, pull the connector out and away 
from the fan. 
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Replacing Assemblies 
To remove and replace the 16701A fans (for serial number prefixes US3830 and less) 


4 Using a #1 Posidrive screwdriver, remove the four screws that secure the fan to 
the side of the chassis. There is one screw at each corner of the fan (see the 
following illustration). 
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5 Using a 1/8-inch, flat-blade screwdriver, push out the screw inserts enough to be 
able to grab them with a thumb and forefinger. 


6 While holding the fan, remove the four screw inserts, one at each corner of the 
fan. 


7 Reverse this procedure to install the fan. 
When installing the fan, ensure that: 
e The cable notch on the fan assembly is pointing toward the middle of the instrument. 
e The fan rotation is toward the rear of the instrument. 


e Airflow is toward the inside of the instrument. 





Replacing Assemblies 


To remove and replace the 16701A side panel fan 
(for serial number prefixes US3849 and greater) 





To remove and replace the 16701A side panel fan 
(for serial number prefixes US3849 and greater) 


This procedure applies to expander frames that have serial number prefix 
US3849 and greater. If your expander frame serial number prefix is US3830 or 
less, see the previous procedure. Follow these steps to remove the fan from the 
side panel. 


1 Using previous procedures, remove the following assemblies: 


e Top and Bottom Covers 


2 Disconnect the fan cable from the side panel fan. After the connector is 
disengaged from the connector pins on the fan, pull the connector out and away 
from the fan. 


3 Using a #1 Posidrive screwdriver, remove the four screws that secure the fan to 
the side of the chassis. There is one screw at each corner of the fan. 
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4 Using a 1/8-inch, flat-blade screwdriver, push out the screw inserts enough to be 
able to grab them with a thumb and forefinger. 


5 While holding the fan, remove the four screw inserts at each corner of the fan. 
6 Reverse this procedure to install the fan. When installing the fan, ensure that: 


e The cable notch on the fan assembly is pointing toward the middle of the instrument. 
e The fan rotation is toward the rear of the instrument. 


e Airflow is toward the inside of the instrument. 
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Replacing Assemblies 
To remove a fan from the 16701A center strut (for serial prefixes US3849 and greater) 





To remove a fan from the 16701A center strut 
(for serial prefixes US3849 and greater) 


This procedure applies to expander frames that have serial number prefix 
US3849 and greater. If your expander frame serial number prefix is US3830 or 
less, see the previous procedure "To remove and replace the 16701A fans (for 
serial number prefixes US3880 and less)." 

1 On the fan to be replaced, disconnect the fan cable from the interface board. 


2 Using a Torx T10 screwdriver, remove the four screws that secure the fan to the 
center strut. There is one screw at each corner of the fan. 


3 Remove the fan from the center strut. 
4 Reverse this procedure to install the fan. When installing the fan, ensure that: 


e The cable of the front-most fan is pointing toward the top of the instrument. 
e The cable of the rear-most fan is pointing toward the front of the instrument. 
e The fan rotation is toward the rear of the instrument. 


e Airflow is toward the card cage. 


AIR FLOW 








Replacing Assemblies 
To remove and replace the optional emulation module in the 16701A 





To remove and replace the optional emulation module in the 
16701A 

1 Using previous procedures, remove the following assemblies: 
¢ Bottom Cover 


2 Using a Torx T10 screwdriver, remove the two screws that secure the emulation 
module board to the instrument rear panel (see the following illustration). 
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38 Disconnect the emulation module cables from the emulation module. 





The emulation module cables have tabs on the ends of each connector. Squeeze 
the connector tabs with thumb and forefinger while disconnecting each cable. 


4 Slide the emulation module out the rear of the instrument. 
5 Reverse this procedure to install the emulation module. 
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Replacing Assemblies 
To remove and replace the line 16701A LED assembly 





To remove and replace the line 16701A LED assembly 


1 Using previous procedures, remove the following assemblies: 
e Top Cover 
e Front Panel 


2 Using a 1/8-inch, flat-blade screwdriver, gently spread apart the tabs that hold 
the LED to the LED mount, then pull the power indicator LED toward the rear of 
the instrument (see the following illustration). 


Be careful not to push the LED mount through the front panel hole. If this 
happens, you must peel back the front panel label to access the LED mount, then 
re-insert the mount into its hole. 
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3 To install the LED, position the LED onto the mount and gently apply force until 
LED snaps into the mount. A little gentle wiggling of the LED will help the 
process along, too. 





Replacing Assemblies 
To remove and replace the 16701A module interface board 





To remove and replace the 16701A module interface board 


1 Using previous procedures, remove the following assemblies: 
e Top and Bottom Covers 
e Front Panel 
e Interface Board 


2 Ensure that the instrument is on its side with the handle facing up. 


3 Disconnect the power output cables from the connectors on the module 
interface board. 


The power cables have a lock at the top of each connector. Press the tab at the 
rear of the connector to release the lock while disconnecting each cable. 


4 Using a Torx T10 screwdriver, remove the six screws that secure the module 
interface board to the frame. 
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5 Remove the module interface board out the top of the instrument. 
6 Reverse this procedure to install the module interface board. 
Ensure that the power output cables are not installed backwards. The power 


output cables are properly installed when the free end of each of the cables is 
pointed toward the power supply power output connectors. 
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CAUTION 





Returning Assemblies 

Before shipping the logic analysis system or assemblies to Agilent Technologies, 
contact your nearest Agilent Technologies Sales Office for additional details. 
Write the following information on a tag and attach it to the part to be returned. 
e Name and address of owner 

e Model number 

e Serial number 

e Description of service required or failure indications 


Remove accessories from the logic analysis system. 


Only return accessories to Agilent Technologies if they are associated with the 
failure symptoms. 


Package the logic analysis system or assemblies. 


You can use either the original shipping containers, or order materials from an 
Sales Office. 


For protection against electrostatic discharge, package the logic analysis 
system in electrostatic material. 


Seal the shipping container securely, and mark it FRAGILE. 
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Replaceable Parts 





Replaceable Parts 


This chapter contains information for identifying and ordering replaceable parts 
for your logic analysis system. 





Replaceable parts ordering 


Parts listed 


To order a part on the list of replaceable parts, quote the Agilent Technologies 
part number, indicate the quantity desired, and address the order to the nearest 
Agilent Technologies Sales Office. 


Parts not listed 


To order a part that is not on the list of replaceable parts, include the model 
number and serial number of the module, a description of the part (including its 
function), and the number of parts required. Address the order to your nearest 
Agilent Technologies Sales Office. 


Direct mail order system 


Within the USA, Agilent Technologies can supply parts through a direct mail 
order system. The advantages to the system are direct ordering and shipment 
from the Agilent Technologies Part Center. There is no maximum or minimum on 
any mail order. (There is a minimum amount for parts ordered through a local 
Agilent Technologies Sales Office when the orders require billing and invoicing.) 
Transportation costs are prepaid (there is a small handling charge for each order) 
and there are no invoices. 


In order for Agilent Technologies to provide these advantages, a check or money 
order must accompany each order. Mail order forms and specific ordering 
information are available through your local Agilent Technologies Sales Office. 
Addresses and telephone numbers are located in a separate document at the 
back of the Service Guide. 


Exchange Assemblies 


Some assemblies are part of an exchange program with Agilent Technologies. 
The exchange program allows you to exchange a faulty assembly with one that 
has been repaired and performance verified by Agilent Technologies. 


After you receive the exchange assembly, return the defective assembly to 
Agilent Technologies. A United States customer has 30 days to return the 
defective assembly. If you do not return the defective assembly within the 30 
days, Agilent Technologies will charge you an additional amount. This amount is 
the difference in price between a new assembly and that of the exchange 
assembly. For orders not originating in the United States, contact your nearest 
Agilent Technologies Sales Office for information. 
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See Also 





Replaceable Parts 
Replaceable Parts List Description 


"Returning Assemblies" in chapter 6. 





Replaceable Parts List Description 


The replaceable parts lists in this chapter are organized by reference designation. 
The exploded views do not show all of the parts in the replaceable parts lists. 


Information included for each part in the list consists of the following: 
e Reference designator 

e Agilent Technologies part number 

e Total quantity included with the instrument (Qty) 

e Description of the part 

Reference designators used in the parts lists include: 
e A — Assembly 

e E— Miscellaneous Electrical Part 

e F— Fuse 

e H— Hardware 

e MP — Mechanical Part 

e W-— Cable 
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Replaceable Parts 
16700A/16702A exploded view and replaceable parts 





16700A/16702A exploded view and replaceable parts 
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Replaceable Parts 
16700A/16702A exploded view and replaceable parts 
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Replaceable Parts 
16700A/16702A exploded view and replaceable parts 


16700A/16702A Replaceable Parts 


Ref. Des. Part Number QTY Description 

Exchange Assemblies 
16600-69517 Exchange CPU Board 
16700-69501 Exchange Power Supply 
16700-69504 Exchange PCI Board 


Replacement Assemblies 


Al 16700-66501 1 Module Interface Board 

A2 16700-66502 1 Interface Board (for serial number prefix 
US3836 and less) 

A2 16700-66507 1 Interface Board (for serial number prefix 
US3849 and greater) 

A3 16700-66503 1 1/0 Board 

A4 16700-66504 1 PCI Board 

A5 16702-68701 1 Front Panel Assembly (16702A) 

Exploded 


Front Panel 16500-47401 
16702-00201 
16702-01202 
16702-24101 
16702-24701 
16702-40501 
16702-41901 
16702-42201 
16702-61601 
16702-61602 
16702-61603 


CRT Control Knob 

Front Panel 

LCD Bracket 

Support Plate 

CRT Control Spacer 
Keyboard Panel 

Keypad 

Bezel 

Keyboard Cable (24 POS) 
LCD Cable (41 POS) 
Interface Cable (50 POS) 


16702-61604 Inverter (5) 
16702-61605 CRT Intensity Control Cable 
16702-66501 LCD Board 


16702-66502 
16702-87101 


Keyboard Circuit Board 
Round Gasket 


hR=-—- =|] —] = = po -—- = —= = = = = = = m= = = = = = 


16702-88001 LCD Lens 
2090-0364 Flat Panel Display 
A6 0950-3402 Power Supply 
Al 0950-2787 Floppy Disk Drive 
A8 0950-3434 Hard Disk Drive 
AQ 3160-1013 Fan (for serial number prefix US3836 and 
less) 
AQ 3160-1013 1 Fan (for serial number prefix US3849 and 


greater) 
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Ref. Des. 


A10 
All 
All 
Al2 
Al3 
Al4 
Alb 
Al6 
All 


H1 


H2 


H3 


H4 


H5 


H6 


H7 


H8 


H9 


H10 


Part Number 


5063-1648 
5063-9261 
5063-9262 
(3757-60401 
C4728-60101 
16600-66518 
16600-66515 
E3496-66502 
3160-0910 


0361-1272 


0380-1858 


0380-4628 


0515-0372 


0515-1035 


0515-1269 


0515-1363 


0515-1384 


0515-1403 


0515-1444 


Replaceable Parts 


16700A/16702A exploded view and replaceable parts 


QTY 


nNyooOoOOomnoonr - Oon- = 


36 


20 


Description 


CPU Board 

32MB System RAM 

128MB System RAM (Option #003) 
Keyboard 

Mouse 

Video Memory (Option #003) 

Emulation Module 

Emulation Module Loopback Connector 


Fan (for serial number prefix US3849 and 
greater) 


Plastic Push Fastener (Fan to fan bracket) 
Jackscrew with Lock (RS-232-C, Monitor, 
and Parallel Printer ports to CPU rear panel) 
Hex Standoff (Interface board to board 
mounting plate) 


M3.0 X 0.50; 8 mm T10 PH (Interface board to 
board mounting plate, CPU bracket to rear 
panel, CPU bracket to board mounting plate, 
CPU panel to rear panel, hard disk drive 
bracket to board mounting plate, I/O board to 
rear panel, Line Cable Assembly ground wire 
to rear panel, floppy disk drive to front strut, 
PCI board to standoffs on Interface board, 
Emulation module or Option module cover 
plate to rear panel, board mounting plate to 
center strut, center strut to front strut, 
Module Interface Board to frame, board 
mounting plate to card cage) 

M3.0 X 0.50; 8 mm T10 90deg FH (Rear panel 
to center strut, Line cable assembly to rear 
panel) 

M4.0 X 0.70 ANSI B1.13M; 10mm T15 90deg 
FH (Front panel to front panel frame) 

M3.0 X 0.50; 5 mm 710 TH (floppy disk drive to 
floppy disk drive bracket) 

M5.0 X 0.80; 10 mm 125 90deg FH (handle to 
side cover) 

M4.0 X 0.70; 6 mm T15 90deg FH (Accessory 
pouch to top cover, corner struts to rear 
frame, Corner struts to front panel frame) 
M3.5 X 0.60 ANSI B1.13M; 25.40 mm T10 PH 
(rear feet to frame) 
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Replaceable Parts 
16700A/16702A exploded view and replaceable parts 


Ref. Des. Part Number QTY Description 


H11 0515-2143 28 M4.0 X 0.70; 6 mm T15 PH (Fan bracket to 
frame, card cage bracket to frame, rear 
panel to frame, power supply to center strut, 
frame to front strut) 


H12 1250-2075 1 9/16 in hex; 1/2-28 UNEF; 2B Threads; 0.95 in 
thick; Ni plated brass (LAN BNC) 

H13 1252-5828 1 Jack Screw Kit (SCSI port) 

H14 2360-0462 4 6-32 0.250 in T15 PH with washer (hard disk 
drive to hard disk drive bracket) 

H15 0515-1245 4 M3.5 X 0.60; 12 mm T15 90deg FH (Captive 
screw for covers) 

H16 0510-1253 4 Retainer Ring (Captive screw for covers) 

MP1 1400-0611 1 Cable Clamp, 1 in x 1 in, adhesive backed 
(16700A, Line cable to fan bracket) 

MP1 1400-0611 2 Cable Clamp, 1 in x 1 in, adhesive backed 


(16702A, Line cable to fan bracket, Video 
interface cable to power supply) 


MP2 1400-2224 2 Cable Clamp, 4 in x .5 in, adhesive backed 
(1/0 cable to center strut) 
MP3 1400-2225 1 Cable Clamp, 2.33 in x .75 in, plastic over 


steel, adhesive backed (hard disk drive data 
cable and I/O cable to top of hard disk drive) 


MP4 1450-0625 1 LED Retainer 

MP5 1460-1345 2 Tilt Stand 

MP6 16500-40502 3 Filler Panel 

MP7 16600-04105 1 Option Slot Cover Plate 

MP8 16700-00201 1 Front Panel (16700A) 

MP9 16700-00203 1 Rear Panel 

MP10 16700-00205 1 CPU Board Panel 

MP11 16700-01201 1 Fan Bracket 

MP12 16700-01202 1 Hard Disk Drive Bracket 

MP13 16700-01203 1 Card Cage Bracket 

MP14 16700-01204 1 Floppy Disk Drive Bracket 

MP15 16700-01205 1 CPU Board Bracket 

MP16 16700-04101 1 Top Cover (for serial number prefix US3849 
and less) 

MP16 16700-04106 1 Top Cover (for serial number prefix US3907 
and greater) 

MP17 16700-04102 1 Board Mounting Plate 

MP18 16700-23201 1 Plastic Sleeve (Board Mounting Plate) 

MP19 16700-04701 1 Front Strut 

MP20 16700-04703 1 Center Strut 
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Ref. Des. 


MP21 
MP22 
MP22 
MP23 
MP23 
MP24 
MP25 


MP26 


MP27 
MP28 
MP29 
MP30 
MP31 
MP32 
MP33 
MP34 


MP35 


MP36 


MP36 


MP37 
MP38 
MP39 


MP40 


MP41 
MP42 
MP43 
MP44 


Wi 
W2 
W3 
W4 


Part Number 


16700-84501 
16700-94301 
16702-94301 
16700-94302 
16702-94302 
5002-1088 

5002-3972 


16700-04104 


5021-5808 
5021-5837 
5022-1190 
5041-9167 
5041-9168 
5041-9173 
5041-9176 
5041-9186 


5041-9187 


5063-9210 


16700-60004 


5090-4370 
54110-40502 
8160-0551 


8160-1226 


16702-87101 
16702-87102 
16500-47401 
0460-2010 


16500-61621 
16600-61603 
16600-61604 
16600-61605 


Replaceable Parts 


16700A/16702A exploded view and replaceable parts 


QTY 


a ee 


SPS |= NY NYY — FS = 


-_ eS ll 


Description 


Accessory Pouch 

Front Panel Label (16700A) 
Front Panel Label (16702A) 
ID Label (16700A) 

ID Label (16702A) 

Bottom Cover 


Side Cover (without handle; for serial 
number prefix US3849 and less) 


Side Cover (with handle; for serial number 
prefix US3849 and less) 


Rear Frame 

Corner Strut 

Front Frame 

Bottom Foot (Front) 

Bottom Foot (Non-skid, Rear) 
Side Trim Strip 

Top Trim Strip 


Handle Endcap (Front; for serial number 
prefix US3849 and less) 


Handle Endcap (Rear; for serial number 
prefix US3849 and less) 


Handle (for serial number prefix US3849 and 
less) 


Handle (for serial number prefix US3907 and 
greater) 


Stock Label 
Rear Foot 
EMI Shielding (Side Covers) 


RFI Shielding (Front panel, two 390 mm 
length and four 50 mm length, adhesive 
backed) 


RFI Foam Gaskets 
RFI Rectangle Gasket 
Intensity Knob (16702A) 


Foam Tape (hard disk drive data cable to 
hard disk drive, 250 mm length) 


Target Control Cable 
Floppy Disk Drive Data Cable 
Floppy Disk Drive Power Cable 


Fan Cable (for serial number prefix US3836 
and less) 
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Replaceable Parts 
16700A/16702A exploded view and replaceable parts 


Ref. Des. Part Number QTY Description 

Ww4 01660-61613 1 Fan Cable (for serial number prefix US3849 
and greater) 

W5 16600-61606 1 Line Switch Cable 

W6 16600-61611 1 Hard Disk Drive Power Cable (for serial 
number prefix US3849 and less) 

W7 16700-61601 1 Line Cable Assembly (attaches to rear panel) 

W8 16700-61602 1 Power Supply Cable Assembly (attaches to 


power supply) 


Ww9 16700-61603 1 Power Sense Cable Assembly 

W10 16700-61604 1 Power Supply Output Cable (White) 

W111 16700-61605 1 1/0 Cable 

W12 16700-61606 1 Power Supply Output Cable (Black, 24-pos) 

W13 16700-61607 1 Hard Disk Drive Data Cable 

W114 16700-61608 0 Emulation Module Interface Cable (included 
with Emulation Module) 

W15 16700-61609 1 Power Supply Output Cable (Blue, 22-pos) 

W16 8120-1521 1 Power cord - United States (7.5 ft) 

W16 8120-1703 1 Power cord (Option 900-UK) 

W16 8120-0696 1 Power cord (Option 901-Austl) 

W16 8120-1692 1 Power cord (Option 902-Eur) 

W16 8120-2296 1 Power cord (Option 906-Swit) 

W16 8120-2957 1 Power cord (Option 912-Den) 

W16 8120-4600 1 Power cord (Option 917-Africa) 

W16 8120-4754 1 Power cord (Option 918-Japan) 

W16 8120-8377 1 Power cord (Option 922-China) 





Replaceable Parts 
16701A exploded view and replaceable parts 





16701A exploded view and replaceable parts 











MP13 

Accessory 

pouch 
H10 115 Screw 
H11 Retainer ring 
not shown 
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oe Board mounting 
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MP27 
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MP32 
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P t MP12 
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cover a 
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(2) 
bracket 








A6 
Emulation W2 MP5 
module Line Option slot 


cable cover plate 
assembly 


16701209 


Exploded view of the 16701A 





Replaceable Parts 
16701A exploded view and replaceable parts 


16701A Replaceable Parts 


Ref. Des. Part Number QTY 


Exchange Assemblies 
16700-69501 


Replacement Assemblies 


Al 16700-66501 1 
A2 16701-66502 1 
A2 16701-66503 1 
A3 0950-3402 1 
A4 3160-1013 2 
A4 3160-1013 1 
A5 16701-63201 1 
AG 16600-66515 0 
Al 3160-0910 2 
H1 0361-1272 8 
H2 0380-4066 

H3 0515-0372 24 
H4 0515-1035 5 
H5 0515-1269 8 
H6 0515-1384 2 
H7 0515-1403 20 
H8 0515-1444 4 


Description 


Exchange Power Supply 


Module Interface Board 

Interface Board Assembly (for serial number 
prefix US3830 and less) 

Interface Board Assembly (for serial number 
prefix US3849 and greater) 

Power Supply 

Fan (for serial number prefix US3830 and 
less) 

Fan (for serial number prefix US3849 and 
greater) 

Adapter Assembly 

Emulation Module 

Fan (for serial number prefix US3849 and 
greater) 


Plastic Push Fastener (Fan to fan bracket) 
Standoff (Adapter assembly to rear panel) 


M3.0 X 0.50; 8 mm T10 PH (Center strut to 
front strut, Module interface board to frame, 
Line cable assembly ground wire to rear 
panel, Board mounting plate to card cage, 
Board mounting plate to center strut, Rear 
panel to center strut, Emulation module or 
Option module cover plate to rear panel) 
M3.0 X 0.50; 8 mm T10 90deg FH (Rear panel 
to center strut, Line cable assembly to rear 
panel) 

M4.0 X 0.70 ANSI B1.13M; 10mm T15 90deg 
FH (Front panel to front panel frame) 
M5.0 X 0.80; 10 mm 125 90deg FH (handle to 
side cover) 

M4.0 X 0.70; 6 mm T15 90deg FH (Accessory 
pouch to top cover, corner struts to rear 
frame, Corner struts to front panel frame) 
M3.5 X 0.60 ANSI B1.13M; 25.40 mm T10 PH 
(rear feet to frame) 





Ref. Des. 
H9 


H10 


H11 


MP1 


MP2 
MP3 
MP4 
MP5 
MP6 
MP7 
MP8 


MP8 


MP9 

MP10 
MP11 
MP12 
MP13 
MP14 
MP15 
MP16 
MP17 
MP18 
MP19 


MP20 


MP21 
MP22 
MP23 
MP24 
MP25 
MP26 
MP27 
MP28 


Part Number 
0515-2143 


0515-1245 


0510-1253 


1400-0611 


1450-0625 

1460-1345 

16500-40502 
16600-04105 
16700-01201 
16700-01203 
16700-04101 


16700-04106 


16700-04102 
16700-23201 
16700-04701 
16700-04703 
16700-84501 
16701-00201 
16701-00202 
16701-94301 
16701-94302 
5002-1088 

5002-3972 


16700-04104 


5021-5808 
5021-5837 
5022-1190 
5041-9167 
5041-9168 
5041-9173 
5041-9176 
5041-9186 


QTY 


—-_ = = ee os os se so = = = = WPrhY — 
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Replaceable Parts 
16701A exploded view and replaceable parts 


Description 


M4.0 X 0.70; 6 mm T15 PH (Fan bracket to 
frame, card cage bracket to frame, rear 
panel to frame, power supply to center strut, 
frame to front strut) 


M3.5 X 0.60; 12 mm T15 90deg FH (Captive 
screw for covers) 


Retainer Ring (Captive screw for covers) 


Cable Clamp, 1 in x 1 in, adhesive backed 
(Line cable to fan bracket) 


LED Retainer 

Tilt Stand 

Filler Panel 

Option Slot Cover Plate 
Fan Bracket 

Card Cage Bracket 


Top Cover (for serial number prefix US3849 
and less) 


Top Cover (for serial number prefix US3907 
and greater) 


Board Mounting Plate 
Plastic Sleeve 

Front Strut 

Center Strut 
Accessory Pouch 
Front Panel 

Rear Panel 

Front Panel Label 

ID Label 

Bottom Cover 


Side Cover (without handle; for serial 
number prefix US3849 and less) 


Side Cover (with handle; for serial number 
prefix US3849 and less) 


Rear Frame 

Corner Strut 

Front Frame 

Bottom Foot (Front) 

Bottom Foot (Non-skid, Rear) 
Side Trim Strip 

Top Trim Strip 


Handle Endcap (Front; for serial number 
prefix US3849 and less) 





Replaceable Parts 
16701A exploded view and replaceable parts 


Ref. Des. Part Number QTY 
MP29 5041-9187 1 
MP30 5063-9210 1 
MP30 16700-60004 1 
MP31 5090-4370 1 
MP32 54110-40502 4 
MP33 8160-0551 6 
MP34 8160-1226 

MP35 16701-81201 1 
MP36 16702-87101 3 
MP37 16702-87102 1 
W1 16600-61605 1 
W1 01660-61613 1 
W2 16700-61601 1 
W3 16700-61602 1 
Ww4 16700-61603 1 
W5 16700-61604 1 
W6 16700-61606 1 
W7 16700-61609 1 
Ws 16701-61601 1 
wg 16701-61602 1 
W10 16701-61603 1 
W11 8120-1521 1 
W11 8120-1703 1 
W11 8120-0696 1 
W11 8120-1692 1 
W11 8120-2296 1 
W11 8120-2957 1 
W11 8120-4600 1 
W11 8120-4754 1 
W11 8120-8377 1 


Description 
Handle Endcap (Rear; for serial number 
prefix US3849 and less) 


Handle (for serial number prefix US3849 and 
less) 


Handle (for serial number prefix US3907 and 
greater) 


Stock Label 
Rear Foot 
EMI Shielding (Side Covers) 


RFI Shielding (Front panel, two 390 mm 
length and four 50 mm length, adhesive 
backed) 


RFI Gasket 
RFI Foam Gaskets 
RFI Rectangle Gasket 


Fan Cable (for serial number prefix US3830 
and less) 


Fan Cable (for serial number prefix US3849 
and greater) 


Line Cable Assembly (attaches to rear panel) 


Power Supply Cable Assembly (attaches to 
power supply) 


Power Sense Cable Assembly 

Power Supply Output Cable (White) 

Power Supply Output Cable (Black, 24-pos) 
Power Supply Output Cable (Blue, 22-pos) 


Interface Cable (between Adapter Assembly 
and Interface Board) 


Expansion Cable 

Line LED Cable 

Power cord - United States (7.5 ft) 
Power cord (Option 900-UK) 
Power cord (Option 901-Austl) 
Power cord (Option 902-Eur) 
Power cord (Option 906-Swit) 
Power cord (Option 912-Den) 
Power cord (Option 917-Africa) 
Power cord (Option 918-Japan) 
Power cord (Option 922-China) 
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Theory of Operation 





Theory of Operation 


This chapter tells the theory of operation for the logic analysis system and 
describes the self-tests. The information in this chapter is to help you 
understand how the logic analysis system operates and what the self-tests are 
testing. This information is not intended for component-level repair. 
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Block-Level Theory 


The block level theory includes the theory of operation of the 16700-series logic 


analysis system in terms of the major subsystems. 





The 16700-series logic analysis system 


The system level block diagram shown here includes the following subsystems: 


e CPU Board 

e PCI Board 

e Interface Board 

e Measurement Module Backplane 
e Emulation Module Interface 


e Power Supply 
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Theory of Operation 
Subsystem overview theory 





Subsystem overview theory 


This section discusses the subsystems and the components that make up each 
subsystem. 


CPU Board 


The CPU is a 150 MHz PA-RISC workstation processor. The CPU board, working 
with both the PCI board and Interface board, manages the data flow between the 
mainframe components and both the measurement modules and emulation 
modules. 
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The CPU is supported by the following components: 


Clock Circuitry 


A 30 MHz on-board crystal oscillator is on the CPU board. The 30 MHz frequency 
is divided by 2, then upconverted to by a PLL clock distribution IC to also create 
60 MHz and 150 MHz. The 15 MHz, 30 MHz, and 60 MHz frequencies are utilized 
by buses and backplanes. The 150 MHz frequency is utilized by the processor. 
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Theory of Operation 
Subsystem overview theory 


System RAM 


A total of 64 MB of system RAM is available in the factory default configuration. 
32 MB of base on-board system memory is present, plus a 32 MB proprietary 
memory daughter card is added. 


1V/O 


Most of the I/O ports are directly managed by the CPU board. These include the 
LAN (10BaseT twisted pair), PS/2, RS-232-C, Centronics, floppy disk drive, and 
the display. Proprietary ASICs are used as device interfaces to the I/O 
components. 


Graphics 


The Graphics, or display, is a proprietary graphics accelerator ASIC supported by 
2 MB of Synchronous Graphics RAM. The Graphics ASIC has two video outputs. 
One video output is an RBG signal routed to the I/O Board. The second video 
output is a digital video signal which is routed to a connector on the CPU board. 
The digital video signal is utilized by the 16702A mainframe flat panel display. 


PCI Board 


The PCI board bridges the PCI backplane of the CPU board to an instrument 
backplane that interfaces with the measurement modules. Instrument backplane 
control is managed by the PCI board. 
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Theory of Operation 
Subsystem overview theory 


PCI control functionality includes: 


Intermodule bus (IMB) with fixed and mixed trigger event inputs, module ARM, and 
port in/out 


2 ns data time correlation across measurement modules 
Intermodule signaling bus 

Interframe signaling bus 

Target control bus 


Synchronous module data acquisition 


Additionally, the PCI board provides I/O port capability that is not available on the 
CPU board. The I/O port capability is extended to the I/O board. I/O port 
capability includes: 


External single-ended SCSI 
Internal SCSI 

LAN (10Base2) 

Port In/Out 


Because it is the interface between the CPU and the instrument measurement 
front end, the PCI board hardware is suspect in the event the PV software (Self- 
Test) fails to load when initiated. 





Interface Board 


Theory of Operation 
Subsystem overview theory 


The interface board distributes most of the signals from both the CPU board and 
the PCI board throughout the system. Additionally, the interface board provides 
additional functionality not found on either the CPU or PCI board. 


The interface board includes circuitry to synchronize the 100 MHz backplane 


module sample clock with the 500 MHz sample correlation clock to improve 
sample time correlation. It also includes the audio beeper and the fan speed 


control. 
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Theory of Operation 
Subsystem overview theory 


Measurement Module Backplane 


The measurement module backplane is the same backplane used in the Agilent 
Technologies 16500-series logic analysis system. Consequently most of the 
16500-series modules existing at the time of the Agilent Technologies 16600- 
series and 16700-series releases will operate in those mainframes. Additional 
enhancements are also present to accommodate newer 16700-series modules. 
Enhancements include a common sample clock to improve measurement time 
correlation and an optional handshaked transfer and 16-bit multiplexed address/ 
data bus transfer to speed data transfer from the modules to system memory. 


Emulation Module Interface 


Processor run control, provided by the Emulation Module, is used to control the 
target system processor execution and allow access to target system resources. 
Target system processors viable for use with the Emulation Module will include 
some form of N-wire control. Access to the Emulation Module will be through the 
mainframe interface. 


The Emulation Module is a Motorola 68332 system. The 68332 processor is used 
to control the N-wire and JTAG protocols for the target system processor. 


The Emulation Module will physically reside on the measurement module 
backplane. Communications between the mainframe CPU and the Emulation 
Module is managed by a run control server on the CPU board. The server 
manages the interrupts to and communications with the 68332 processor on the 
Emulation Module. Memory-mapped I/O allows the CPU to communicate with 
the Module for data transfers. 


Power Supply 


The power supply provides all power to the logic analysis system. The input 
voltage is autoselecting with respect to both voltage and frequency. The DC 
output voltage provided includes -12 V, -5.2 V, -3.25 V, +3.4 V, +5.1 V, and +12 V. 
The mainframe itself consumes 100 W of power. Each measurement module has 
an 80 W power budget, and each emulation module has a 25 W power budget. 
Maximum power consumed in a fully loaded mainframe is 630 W. The flat panel 
display in the 16702A mainframe consumes only 6 W of power. 
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Power Control 


The front panel power switch does not directly control the line voltage. The 
power switch manages a control circuit through the CPU. When power is applied, 
the control circuitry immediately responds to input from the power switch. 
When the instrument is turned off without initiating a Shutdown, the power 
switch asserts an interrupt to the CPU. The CPU then begins system cleanup in 
preparation for powerdown. When system cleanup is completed, the instrument 
then powers down. 


Note that if the front panel switch is disconnected from the interface board, the 
instrument will never power down. 


Power Sense 


The Power Sense circuitry, managed by the CPU, directly controls the state of the 
power supply. A control signal is directed to the power supply through the power 
sense cable. When the control signal is asserted, the power supply will activate. 
The power supply will then deactivate when the control signal is de-asserted. 


Note that if the power sense cable is disconnected from the interface board, the 
instrument will never power up. 
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The Power-Up Routine 


When power is applied to the 16700-series logic analysis system mainframe, a 
series of tasks called the power-up routine is performed to initialize and to verify 
operation of the mainframe. The mainframe display reports the progress and 
status of the power-up routine. Each of the tasks of the power-up routine is 
scrolled onto the mainframe display as the task is being performed. 


The following is a complete listing of the power-up routine dialogue (or boot 
dialogue). The parts of the power-up routine dialogue are then discussed. Some 
of the details may vary slightly depending on the firmware revisions. 


Firmware Version 1.1 
Simple Console IO Dependent Code [IODC] Revision 1 


Memory Test/Initialization Completed 


To select a new Graphics Monitor Type press the [TAB] key now, otherwise EXIT by 
entering any other key (or will time out in 15 seconds)... 


(c) Copyright 1995-1998, Agilent Technologies Company, All rights reserved 


Processor Speed State Coprocessor State Cache Size 
0 150 MHz Active Functional 64 KB 

Available memory (bytes) : 67108864 

Good memory required (bytes): 67108864 

Primary boot path: SESCSI.6.0 

Alternate boot path: SESCSI.1.0 

Console path: GRAPHICS (0) 

Keyboard path: PS2 


Processor is booting from first available device. 
To discontinue, press any key within 2 seconds. 


2 seconds expired. 
Proceeding... 


Trying Primary Boot Path 


Booting... 
BOOT IO Dependent Code (IODC) revision 153 


HARD Booted. 
ISL Revision A.00.38 OCT 26, 1994 
ISL booting hpux 
boot 
disk (8/16/5.6.0.0.0.0.0;0) /stand/vmunix 


3526196 + 315392 + 298272 start 0x192368 


vuseg=al3000 
inet_site:ok inet_cots:ok starship_attach: vendor id=103c, device id=1650 


System Console is on the ITE 
Networking memory for fragment reassembly is restricted to 5378040 bytes 
Logical volume 64, 0x3 configured as ROOT 
Logical volume 64, 0x2 configured as SWAP 
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Logical volume 64, 0x2 configured as DUMP 


Swap device table: (start & size given in 512-byte blocks) 
entry 0 - major is 64, minor is 0x2; start = 0, size = 1540096 
Checking root file system. 
File system is clean - log replay is not required 


Rook check done. 
Starting the STREAMS daemons. 
B23528 HP-UX (B.10.20) #1 Sun Jun 9 08:03:38 PDT 1996 


Memory Information 
physical: page size = 4096 bytes, logical page size = 4096 bytes 
Physical: 65536 Kbytes, lockable: 39088 Kbytes, available 47856 Kbytes 


/abin/ioinitre: 


(c) Copyright 1983-1996 Agilent Technologies Co., All Rights Reserved 
(c) Copyright 1979,1980, 1983, 1985-1993 The Regents of the Univ. of California 
(c) Copyright 1980, 1984, 1986 Novell, Inc. 

(c) Copyright 1985-1992 Sun Microsystems, Inc. 

(c) Copyright 1985, 1986, 1988 Massachusetts Institute of Technology 
(c) Copyright 1989-1993 The Open Software Foundation, Inc. 

(c) Copyright 1986 Digital Equipment Corporation 

(c) Copyright 1990 Motorola, Inc. 

(c) Copyright 1990, 1991, 1992 Cornell University 

(c) Copyright 1989-1991 The University of Maryland 

(c) Copyright 1988 Carnegie Mellon University 


RESTRICTED RIGHTS LEGEND 

Use, duplication, or disclosure by the U.S. Government is subject to restrictions 
as set forth in sub-paragraph (c) (1) (ii) if the Rights in Technical Data and 
Computer Software clause in DFARS 252.227-7013. 





Agilent Technologies Company 
3000 Hanover Street 
Palo Alto, CA 94303 U.S.A... 


Rights for non-DOD U.S. Government Departments and Agencies are as set forth in 
FAR 52.227-19(c) (1.2). 

(c) Copyright 1994-1998 by Agilent Technologies Co. 

(c) Copyright 1991 by Prentice Hall. 

(c) Copyright 1990 by Michale Davidson. 

(c) Copyright 1989, 1991 by Jef Poskanzer. 

(c) Copyright 1990-93 GROUPE BULL. 

(c) Copyright 1991, O'Reilly && Associates. 

(c) Copyright 1988, Evans & Sutherland Corporation. 


# 

# HTH ttt # Het Ht 

# # # # # # # # 
# # + # # # 

# # t+ # FHF # # 

# # # # # # # # 
HEE EH HTH Het Ht # HTH 


Logic Analysis System 


/sbin/bcheckre: 

Checking for LVM volume groups and Activating (if any exist) 

Volume group '/dev/vg00' has been successfully changed. 

vxfa fsck: sanity check: root file system OK (mounted read/write) 
/sbin/itemap: WARNING! An attempt to write keyboard mapping entries past 
/sbin/itemap: the end of the buffer. Further writes will be ignored. 
Checking hfs file systems /sbin/fsclean: 

/dev/vg00/lvell (mounted) ok 

HFS file systems are OK, not running fsck 
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Checking vxfs file systems 

/dev/vg00/1vol3 

vxfa fsck: sanity check: root file system OK (mounted read/write) 
/dev/vg00/1vol4 

vxfa fsck: sanity check: /dev/vg00/lvol4 OK 

/dev/vg00/1vol5 

vxfa fsck: sanity check: /dev/vg00/lvol5 OK 


/sbin/auto_parms, checking network for DHCP server (see /etc/autoparms.log) 


HP-UX Start-up in progress Status 





Mount. Pile SYSteEMms? gh.cecdan ters was ele Uae ene eae ee We ke aes 
SeEGting HOS CNAMS ces aay ce: Seed ceria rete aacie ne perin ae iets eins apes eae 
Enable auxiliary swap space .................2-6- 
Start SyYNCOL GACMON cenccendi gs ee elec eich ete gehen ae ee eee 
Conpigure LAN TACeriaces: 24.4446 56%69656 e086 S46 % 
Start Software Distributor agent daemon ....... 
Cleans tip: OG) LOG: ER LESS iN Nee heat ican sot etiettien ed eter ste 
Start system message logging daemon ........... 
Configure Ethernet interfaces ..............6.. 
Sontigure LAN interiaces ws eceoe ese cee ee OSE OES eS 
Start NFS. Core SUDSYSTEM. 54 iiis ele e eae area 8 
Start. NES client: ‘SuUbSY Stem: | 6. ov. tie: ie, Saver bien ier Siar er 
Start Internet services daemon ...............- 
Start. time: synchroniZatiom: sock ees eee wel eee N 
Starts, Print: SPOOLS racic cep eer tien bog San Sole Be og tole Seer Sven ver § 
Start: “CLOCK \VASMOn sila le eager ele cook boas anes e le: enema ce ane re ef ets 
Set X11 Device Configuration .................. 
Start 16700 Processor Run Control daemon ...... 
Start NFS server subsystem .............22e eee 
Start. Lingrd) daemon --c.lsce se eee case eae eede gs eaten ae et eens 


COCOCOONODOOOOCOCOOCCOCO 
NRANNRANRRPARARARARAAAARARNAN 











The system is ready. 
Starting Logic Analysis System 





8-12 


Theory of Operation 
Subsystem overview theory 


Booting from the boot ROM - Processor Dependent Code (pdc) 


The following segment of the boot dialogue is created by the boot ROM. The boot 
ROM is managing the boot process during this stage of the power-up routine. 


Firmware Version 1.1 
Simple Console IO Dependent Code [IODC] Revision 1 
Memory Test/Initialization Completed 


To select a new Graphics Monitor Type press the [TAB] key now, otherwise EXIT by 
entering any other key (or will time out in 15 seconds)... 


(c) Copyright 1995-1998, Agilent Technologies Company, All rights reserved 


Processor Speed State Coprocessor State Cache Size 
0 150 MHz Active Functional 64 KB 

Available memory (bytes) : 67108864 

Good memory required (bytes): 67108864 

Primary boot path: SESCSI.6.0 

Alternate boot path: SESCSI.1.0 

Console path: GRAPHICS (0) 

Keyboard path: PS2 


Processor is booting from first available device. 
To discontinue, press any key within 2 seconds. 


2 seconds expired. 
Proceeding... 


Trying Primary Boot Path 


During the boot ROM stage of the power-up routine, the CPU board is first tested 
and the device path configuration is loaded. As part of the CPU board test, system 
RAM is tested. The following text shows the available system memory recognized 
by the boot ROM: 


Available memory (bytes) : 67108864 
Good memory required (bytes): 67108864 


The boot ROM then configures the device paths, tests the device at the Primary 
boot path to see that it is a viable boot device, and then attempts to boot from the 
device. The device associated with the Primary boot path is the hard disk drive. 


Primary boot path: SESCSI.6.0 
Alternate boot path: SESCSI.1.0 
Console path: GRAPHICS (0) 
Keyboard path: PS2 


Processor is booting from first available device. 
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Booting from the boot device - Initial System Loader (isl) 


After the boot ROM stage of the power-up routine, the instrument will boot from 
the device at the Primary boot path address, the hard disk drive. The hard disk 
drive is now managing the boot process during this stage of power-up. 


Booting... 
BOOT IO Dependent Code (IODC) revision 153 


HARD Booted. 
ISL Revision A.00.38 OCT 26, 1994 
ISL booting hpux 


boot 
disk (8/16/5.6.0.0.0.0.0;0)/stand/vmunix 
3526196 + 315392 + 298272 start 0x192368 


vuseg=al3000 
inet_site:ok inet_cots:ok starship_attach: vendor id=103c, device id=1650 


System Console is on the ITE 
Networking memory for fragment reassembly is restricted to 5378040 bytes 
Logical volume 64, 0x3 configured as ROOT 
Logical volume 64, 0x2 configured as SWAP 
Logical volume 64, 0x2 configured as DUMP 


Swap device table: (start & size given in 512-byte blocks) 
entry 0 - major is 64, minor is 0x2; start = 0, size = 1540096 
Checking root file system. 
File system is clean - log replay is not required 


Rook check done. 
Starting the STREAMS daemons. 
B23528 HP-UX (B-10.20) #1 Sum Jun 9 082.0338 PDT 1996 


Memory Information 
physical: page size = 4096 bytes, logical page size = 4096 bytes 
Physical: 65536 Kbytes, lockable: 39088 Kbytes, available 47856 Kbytes 


/abin/ioinitre: 


(c) Copyright 1983-1996 Agilent Technologies Co., All Rights Reserved 
(c) Copyright 1979,1980, 1983, 1985-1993 The Regents of the Univ. of California 
(c) Copyright 1980, 1984, 1986 Novell, Inc. 

(c) Copyright 1985-1992 Sun Microsystems, Inc. 

(c) Copyright 1985, 1986, 1988 Massachusetts Institute of Technology 
(c) Copyright 1989-1993 The Open Software Foundation, Inc. 

(c) Copyright 1986 Digital Equipment Corporation 

(c) Copyright 1990 Motorola, Inc. 

(c) Copyright 1990, 1991, 1992 Cornell University 

(c) Copyright 1989-1991 The University of Maryland 

(c) Copyright 1988 Carnegie Mellon University 


RESTRICTED RIGHTS LEGEND 

Use, duplication, or disclosure by the U.S. Government is subject to restrictions 
as set forth in sub-paragraph (c) (1) (ii) if the Rights in Technical Data and 
Computer Software clause in DFARS 252.227-7013. 





Agilent Technologies Company 
3000 Hanover Street 
Palo Alto, CA 94303 U.S.a. 


Rights for non-DOD U.S. Government Departments and Agencies are as set forth in 
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FAR 52.227-19(c) (1.2). 

(c) Copyright 1994-1998 by Agilent Technologies Co. 
(c) Copyright 1991 by Prentice Hall. 

(c) Copyright 1990 by Michale Davidson. 

(c) Copyright 1989, 1991 by Jef Poskanzer. 

(c) Copyright 1990-93 GROUPE BULL. 

(c) Copyright 1991, O'Reilly && Associates. 

(c) Copyright 1988, Evans & Sutherland Corporation. 


# 

# Het H Het H # HH 
# # + # # # # # 
# # + # # # 

# # + # ttt # # 

# # + # # # # # 
HEE EH Het H Het Ht # HTH 


Logic Analysis System 


/sbin/bcheckre: Checking for LVM volume groups and Activating (if any exist) 
Volume group '/dev/vg00' has been successfully changed. 

vxfa fsck: sanity check: root file system OK (mounted read/write) /sbin/itemap: 
WARNING! An attempt to write keyboard mapping entries past /sbin/itemap: the end 
of the buffer. Further writes will be ignored. Checking hfs file systems /sbin/ 
fsclean: /dev/vg00/lvell (mounted) ok 

HFS file systems are OK, not running fsck 

Checking vxfs file systems 


/dev/vg00/1vol3 

vxfa fsck: sanity check: root file system OK (mounted read/write) 
/dev/vg00/1vol4 

vxfa fsck: sanity check: /dev/vg00/lvol4 OK 

/dev/vg00/1vol5 


vxfa fsck: sanity check: /dev/vg00/lvol5 OK 
/sbin/auto_parms, checking network for DHCP server (see /etc/autoparms.log) 


When the Booting... message appears, the instrument is beginning to load the 
operating system, and the scope of powerup and configuration begins to move 
from just the CPU board to the subsystems on the instrument CPU backplane. 


boot 
disk (8/16/5.6.0.0.0.0.0;0) /stand/vmunix 
3526196 + 315392 + 298272 start 0x192368 


The operating system kernel, including device configurations, is being loaded into 
memory. This signifies that the CPU board, memory, and boot device are 
operational. 


vuseg=al3000 
inet_site:ok inet_cots:ok starship_attach: vendor id=103c, device id=1650 


The PCI board has now been recognized, and the CPU now has a path to the CPU 
backplane and the system devices on the backplane. 


The file system on the hard drive is then checked. 


Checking root file system. 
File system is clean - log replay is not required 
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If the system was previously powered down abnormally, then the file system 
would include a journal file. The instrument would then replay the detected 
journal file in an attempt to recover the instrument state prior to the abnormal 
shutdown. During the remainder of the boot routine in this case, the text "Log 
replay in progress" appears repeatedly in the boot dialogue. 


The system memory is again tested. If 64 MB of system memory was installed, 
the following message appears: 
Memory Information 


physical: page size = 4096 bytes, logical page size = 4096 bytes 
Physical: 65536 Kbytes, lockable: 39088 Kbytes, available 47856 Kbytes 


For the remainder of the isl boot stage, the file system is further checked. The 
devices on the backplane are also checked and configured. 


Initialization 


During initialization, all of the hardware subsystems and supporting software 
processes are initialized and started. Most failures at this point will be caused by 
software or configuration errors. 


HP-UX Start-up in progress Status 





Mount. "FILS ‘SyStems: sche teh Se he tte eB 
SStittno WOSTMAMES™ wee see oc leke Pe) eek h as dee oe ogame lanacene ene le 
Enable auxiliary swap space ................26- 
Start, SYNGE daemon aire Sass cr Sie oie te one SS eS te Stag 
Configure LAN interfaces ccc ieee eee ewer etree 
Start Software Distributor agent daemon ....... 
Clean, pr Ody POG PL VES gyre tove: Nie ecave er diver gieas  tavie ve: ovetowee 
Start system message logging daemon ........... 
Configure Ethernet interfaces ................. 
Configure LAN interfaces 1... ..... eee eee eee eee 
Start NES’. CcOrG: SUDSYSECM. seal race eiges e eee eee eles 
Start NES. client subsystem (2.00 e etka eke es 
Start Internet services daemon ...............6- 
Start time “synchrontZzatLon so ececie: ic, sitar Bey cy Sis See ers N 
Startsprian’ spooler. levee eke the ie he ie ee ake ie heres 
Stare «CLOCK daemon 32.05 26 shee ane eons Ah en ene Se 
Set X11 Device Configuration .................. 
Start 16700 Processor Run Control daemon ...... 
Start NFS server subsystem ............02e ee eee 
Start. lingud. <daemOn ii wnit: on Sa eee se we wee ee es 


COCOCOONOOODOCOOCOOCCOCO 
NARAARRPRARARAARAARAARA 
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Logic Analysis System load 


After the instrument core subsystems are tested and configured, the final stage of 
the power-up routine begins. During the final stage, the logic analysis system 
software is loaded. The logic analysis system software includes the mainframe 
and module software, and toolset licenses. 


The system is ready. Starting Logic Analysis System ... 


The CPU and the devices on the CPU backplane that form the infrastructure of 
the system are tested and are operational. Now the CPU polls the devices on the 
measurement module backplane. After reading the ID codes of the installed 
modules, the CPU then loads the appropriate measurement module software 
from the boot device into system memory. After the module software is 
downloaded into memory, the modules are initialized and calibration factors are 
loaded (for modules requiring cal factors from an operational accuracy 
calibration). 


The session manager autolaunches, which in turn autolaunches a local logic 
analysis session. When the System window appears, the instrument is ready for 
use. Any module configuration errors appear in a status window when the 
System window is opened. 








Self-Tests Description 


Performance Verification, or Self Test is made up of a series of software routines 
that exercise instrument subsystems to verify that the subsystems are 
operational. 


Performance Verification is performed at two levels: on boot, and using the 
performance verification software (PV software). The two levels of performance 
verification are designed to be complimentary. That is, if a subsystem is tested 
during boot, there will not be a user-initiated performance verification test in the 
PV software to operationally verify the same subsystem. Likewise, the PV 
software is designed to test the operation of instrument subsystems that have not 
been tested on boot. 


When you initiate the PV software, the measurement session will be exited, 
discarding all measurement configurations. You will be warned of this prior to 
entering the PV software to give you the opportunity to cancel loading of the 
software. The measurement session is exited since the PV software tests will 
leave the hardware in an unknown state. Restarting the measurement session 
after running the PV software is required to properly re-initialize the hardware to 
again run measurements. 





Performance Verification on boot 


During powerup, both the CPU and system memory are tested as part of the 
initial firmware execution. This occurs very early in the power-up boot routine. 
After the CPU and memory tests are complete, the display will show that the 
firmware recognizes both the CPU and system memory. 


When the memory has been tested and passes, the display will show the following 
message: 


Memory Test/Initialization Completed 


When the CPU has been tested and passes, the display will show the following 
report about the CPU: 


Processor Speed State Coprocessor State Cache Size 
0 150 MHz Active Functional 64 KB 

Available memory (bytes) : 67108864 

Good memory required (bytes): 67108864 


This shows that 64 MB of system memory is installed and recognized by the boot 
ROM. If 160 MB of system memory is installed, then the number of available 
bytes would be 167772160. However, if the CPU system memory daughter card is 
not installed or not properly seated, then only the base 32 MB system memory 
would be recognized, and the boot dialogue would show only 33554432 bytes 
available. 
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The hard disk drive is then tested during this phase of the power-up boot 
routines. During the initial firmware execution, the hard disk drive is searched 
for. When the hard disk drive is found, the display will report: 


Trying Primary Boot Path 


Booting... 


The instrument then attempts to boot from the hard disk drive. Operation of the 
hard disk drive is verified, after which the instrument loads the operating system. 
The following message is displayed when the operating system begins to load: 


ISL booting hpux 

boot 
disk (8/16/5.6.0.0.0.0.0;0)/stand/vmunix 
3526196 + 315392 + 298272 start 0x192368 


When the above message appears, it implies that the instrument central 
processor, system memory (RAM), and hard disk drive are operational. If any of 
these subsystems are not operational, an error message will appear and the boot 
process will halt. Refer to the troubleshooting flowcharts for more information 
on boot errors. 





Performance Verification using the PV software 


The PV software (Self Test.) provides additional confidence in the operation of 
the instrument by verifying subsystems that are not tested as part of the boot 
routines. The tests are divided between System Tests and Frame Tests. 


System Tests 


The System Tests verify the operation of the logic analysis system core that have 
not been tested during power-up boot routines. Verified during the System Tests 
are the PCI board and parts of the CPU board not tested during boot. 


When "Test All" is selected, some of the tests will not run, and will return a "Not 
Executed" status because operator action is required. You must select and run 
these tests individually. When the tests requiring user action are run, you are 
prompted for the specific action that is needed for successful completion of the 
test. When the indicated user action is performed, and the tested subsystem is 
operational, the specific test will return a "Passed" status. 
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For the CPU board, the tests that require user action are: 


Test: User Action: 


Floppy Drive Test A DOS-formatted floppy must be in the drive. 
External SCSI Test A powered-up CD-ROM drive must be on the bus. 
Parallel Port Test A parallel port loopback connector must be installed. 


Passing the System Tests (CPU Test and PCI Test) implies that the CPU board is 
fully operational and can communicate with the rest of the instrument, with 
peripherals, and with other networked devices. 


Front Panel Tests (16702A only) 


Because the 16702A mainframe includes a front panel keypad and display, a front 
panel test is included as part of the system tests. The front panel test is not 
launched when Test All is selected. User action is required to launch the test. 


When the front panel test is launched, a graphic of the front panel is displayed on 
the instrument display. You then press each of the front panel keys, which 
toggles the color of the corresponding key graphic. At the conclusion of the test, 
you determine whether the test passes or fails. 


Frame Tests 


The Frame Tests verify the operation of the measurement modules installed in 
the logic analysis system. 


In the 16700-series, module tests are available for modules installed in the 
mainframe and in the expander frame (if installed). In the Self Test window, one 
tab is labeled Master Frame. A second tab, labeled Expander Frame, appears if 
an expander frame is installed in the system. The slots are designated: 


Master Frame tab 
Slots A-E - Installed Measurement Modules 
Slots 1,2 - Installed Emulation Modules 


Master Frame tab 
Slots F-J - Installed Measurement Modules 
Slots 3,4 - Installed Emulation Modules 


The installed measurement modules are listed under the selection tabs. Each 
module can be selected to yield a list of tests available for that module. Some of 
the measurement modules are composed of multiple cards, where one card is 
called the master and the other cards are called expanders. PV for a multiple- 
card set is always tested through the master card. Test results for the expander 
cards will track results for the master card. In some cases, the PV software can 
distinguish between problems on the expander cards and the master card. In this 
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case, the failure counts shown on an expander card may differ from those shown 
for a master card. For more information, refer to the service manual of the 
specific measurement module of interest. 


When "Test All" is selected, some of the tests will not run and will return a "Not 
Executed" status because operator action is required. You must select and run 
these tests individually. When the tests requiring user action are run, you are 
prompted for the specific action that is needed for successful completion of the 
test. When the indicated user action is performed, and the tested subsystem is 
operational, the specific test will return a "Passed" status. 


For the Agilent Technologies 16610A Emulation Module, the test requiring user 
action is: 


Test User Action 


Internal PV Test A loopback connector must be installed. 


For the existing 16500-series measurement modules, the tests requiring user 
action are: 


16517A Timing Module 

Test User Action 

Skew Adjust Not a test; used for operational accuracy calibration (de-skew). 
16522A Stimulus Module 

Test User Action 

Output Stimulus Not a test; provides continuous signal output Vectors. 


16534A/33A Oscilloscope Module 
Test User Action 


ADC Test There must be no stimulus on the scope inputs. 


16550A State and Timing Module 
Test User Action 


Show Activity Not a test; provides continuous output of signal input levels. 


Passing the Frame Tests implies that all installed measurement modules are fully 





operational and can communicate with the rest of the instrument. 
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Safety 


This apparatus has been designed and 
tested in accordance with IEC 
Publication 1010, Safety Requirements 
for Measuring Apparatus, and has been 
supplied in a safe condition. This is a 
Safety Class I instrument (provided with 
terminal for protective earthing). Before 
applying power, verify that the correct 
safety precautions are taken (see the 
following warnings). In addition, note 
the external markings on the instrument 
that are described under "Safety 
Symbols." 


Warning 

* Before turning on the instrument, you 
must connect the protective earth 
terminal of the instrument to the 
protective conductor of the (mains) 
power cord. The mains plug shall only be 
inserted in a socket outlet provided with a 
protective earth contact. You must not 
negate the protective action by using an 
extension cord (power cable) without a 
protective conductor (grounding). 
Grounding one conductor of a two- 
conductor outlet is not sufficient 
protection. 


* Only fuses with the required rated 
current, voltage, and specified type 
(normal blow, time delay, etc.) should be 
used. Do not use repaired fuses or short- 
circuited fuseholders. To do so could 
cause a shock of fire hazard. 


¢ Service instructions are for trained 
service personnel. To avoid dangerous 
electric shock, do not perform any 
service unless qualified to do so. Do not 
attempt internal service or adjustment 
unless another person, capable of 
rendering first aid and resuscitation, is 
present. 


* If you energize this instrument by an 
auto transformer (for voltage reduction), 
make sure the common terminal is 
connected to the earth terminal of the 
power source. 


¢ Whenever it is likely that the ground 
protection is impaired, you must make 
the instrument inoperative and secure it 
against any unintended operation. 


* Do not operate the instrument in the 
presence of flammable gasses or fumes. 
Operation of any electrical instrument in 
such an environment constitutes a 
definite safety hazard. 


* Do not install substitute parts or 
perform any unauthorized modification 
to the instrument. 


* Capacitors inside the instrument may 
retain a charge even if the instrument is 
disconnected from its source of supply. 


¢ Use caution when exposing or handling 
the CRT. Handling or replacing the 
CRT shall be done only by qualified 
maintenance personnel. 


Safety Symbols 


AN 


Instruction manual symbol: the product 
is marked with this symbol when it is 
necessary for you to refer to the 
instruction manual in order to protect 
against damage to the product. 


J 


Hazardous voltage symbol. 
I 


Earth terminal symbol: Used to indicate 
a circuit common connected to grounded 
chassis. 


WARNING 


The Warning sign denotes a hazard. It 
calls attention to a procedure, practice, or 
the like, which, if not correctly 
performed or adhered to, could result in 
personal injury. Do not proceed beyond 
a Warning sign until the indicated 
conditions are fully understood and met. 


CAUTION 


The Caution sign denotes a hazard. It 
calls attention to an operating procedure, 
practice, or the like, which, if not 
correctly performed or adhered to, could 
result in damage to or destruction of part 
or all of the product. Do not proceed 
beyond a Caution symbol until the 
indicated conditions are fully understood 
or met. 


Product Warranty 


This Agilent Technologies product has a 
warranty against defects in material and 
workmanship for a period of one year 
from date of shipment. During the 
warranty period, Agilent Technologies 
Company will, at its option, either repair 
or replace products that prove to be 
defective. 


For warranty service or repair, this 
product must be returned to a service 
facility designated by Agilent 
Technologies. 


For products returned to Agilent 
Technologies for warranty service, the 
Buyer shall prepay shipping charges to 
Agilent Technologies and Agilent 
Technologies shall pay shipping charges 
to return the product to the Buyer. 
However, the Buyer shall pay all 
shipping charges, duties, and taxes for 
products retumed to Agilent 
Technologies from another country. 


Agilent Technologies warrants that its 
software and firmware designated by 
Agilent Technologies for use with an 
instrument will execute its programming 
instructions when properly installed on 
that instrument. Agilent Technologies 
does not warrant that the operation of the 
instrument software, or firmware will be 
uninterrupted or error free. 


Limitation of Warranty 


The foregoing warranty shall not apply to 
defects resulting from improper or 
inadequate maintenance by the Buyer, 
Buyer- supplied software or interfacing, 
unauthorized modification or misuse, 
operation outside of the environmental 
specifications for the product, or 
improper site preparation or 
maintenance. 


No other warranty is expressed or 
implied. Agilent Technologies 
specifically disclaims the implied 
warranties of merchantability or 
fitness for a particular purpose. 


Exclusive Remedies 


The remedies provided herein are the 
buyer's sole and exclusive remedies. 
Agilent Technologies shall not be liable 
for any direct, indirect, special, incidental, 
or consequential damages, whether based 
on contract, tort, or any other legal 
theory. 


Assistance 

Product maintenance agreements and 
other customer assistance agreements are 
available for Agilent Technologies 
products. For any assistance, contact your 
nearest Agilent Technologies Sales 
Office. 


Certification 

Agilent Technologies Company certifies 
that this product met its published 
specifications at the time of shipment 
from the factory. Agilent Technologies 
further certifies that its calibration 
measurements are traceable to the United 
States National Institute of Standards and 
Technology, to the extent allowed by the 
Institute's calibration facility, and to the 
calibration facilities of other International 
Standards Organization members. 


About this edition 

This is the 16700A/16702A Logic 
Analysis System and 16701A Expansion 
Frame Service Guide. 


Publication number 
16700-97016, April 2000 
Printed in USA. 


Print history is as follows: 
First edition, September 1998 
Second edition, March 1999 
Third edition, April 2000 


New editions are complete revisions of 
the manual. Many product updates do 
not require manual changes, and manual 
corrections may be done without 
accompanying product changes. 
Therefore, do not expect a one-to-one 
correspondence between product updates 
and manual updates. 


Trademarks 


UNIX is a registered trademark in the 
United States and other countries, 
licensed exclusively through X/Open 
Company Limited. 


